
Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EJ5

10-mid 2.0

C0EH9

03/03/2014

44194 MITKEM

11:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.23

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 2.2

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EJ6

24-raw 2.0

C0EH9

03/03/2014

44194 MITKEM

11:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EJ7

24-mid 2.0

C0EH9

03/03/2014

44194 MITKEM

11:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EJ8

TripBlank 2.0

C0EH9

03/03/2014

44194 MITKEM

07:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 0.52

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EL5

13-mid 2.0

C0EH9

03/04/2014

44194 MITKEM

08:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.48

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 0.55

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EL6

Dup1 2.0

C0EH9

03/04/2014

44194 MITKEM

08:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYesTrichloroethene 0.34

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EL7

05-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

08:15:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.94

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.26

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 J J S4VEMYes
1,1,1-

Trichloroethane
0.27

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 3.2

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EL9

05-mid 2.0

C0EH9

03/04/2014

44194 MITKEM

08:15:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

 Page 26 16:40 Mon, Apr 7, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
2.4

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
0.56

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 J J S4VEMYes
1,1,1-

Trichloroethane
0.47

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 38

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM0

08-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

09:15:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 5.0 U U S4VEMNo
Dichlorodifluoro

methane
2.5

ug/L 5.0 U U S4VEMNoChloromethane 2.5

ug/L 5.0 U U S4VEMNoVinyl chloride 2.5

ug/L 5.0 U U S4VEMNoBromomethane 2.5

ug/L 5.0 U U S4VEMNoChloroethane 2.5

ug/L 5.0 U U S4VEMNo
Trichlorofluorom

ethane
2.5

ug/L 5.0 DJ J S4VEMNo
1,1-

Dichloroethene
2.4

ug/L 5.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

2.5

ug/L 5.0 U U S4VEMNoAcetone 25

ug/L 5.0 U U S4VEMNoCarbon disulfide 2.5

ug/L 5.0 U U S4VEMNoMethyl acetate 2.5

ug/L 5.0 U U S4VEMNo
Methylene
chloride

2.5

ug/L 5.0 U U S4VEMNo
trans-1,2-

Dichloroethene
2.5

ug/L 5.0 U U S4VEMNo
Methyl tert-butyl

ether
2.5

ug/L 5.0 U U S4VEMNo
1,1-

Dichloroethane
2.5

ug/L 5.0 U U S4VEMNo
cis-1,2-

Dichloroethene
2.5

ug/L 5.0 U U S4VEMNo2-Butanone 25

ug/L 5.0 U U S4VEMNo
Bromochloromet

hane
2.5

ug/L 5.0 U U S4VEMNoChloroform 2.5

ug/L 5.0 U U S4VEMNo
1,1,1-

Trichloroethane
2.5

ug/L 5.0 U U S4VEMNoCyclohexane 2.5

ug/L 5.0 U U S4VEMNo
Carbon

tetrachloride
2.5

ug/L 5.0 U U S4VEMNoBenzene 2.5

ug/L 5.0 U U S4VEMNo
1,2-

Dichloroethane
2.5

ug/L 5.0 D S4VEMYesTrichloroethene 33

ug/L 5.0 U U S4VEMNo
Methylcyclohexa

ne
2.5

ug/L 5.0 U U S4VEMNo
1,2-

Dichloropropane
2.5

ug/L 5.0 U U S4VEMNo
Bromodichlorom

ethane
2.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM0DL

08-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

09:15:00
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ug/L 5.0 U U S4VEMNo
cis-1,3-

Dichloropropene
2.5

ug/L 5.0 U U S4VEMNo
4-Methyl-2-
pentanone

25

ug/L 5.0 U U S4VEMNoToluene 2.5

ug/L 5.0 U U S4VEMNo
trans-1,3-

Dichloropropene
2.5

ug/L 5.0 U U S4VEMNo
1,1,2-

Trichloroethane
2.5

ug/L 5.0 U U S4VEMNo
Tetrachloroethen

e
2.5

ug/L 5.0 U U S4VEMNo2-Hexanone 25

ug/L 5.0 U U S4VEMNo
Dibromochlorom

ethane
2.5

ug/L 5.0 U U S4VEMNo
1,2-

Dibromoethane
2.5

ug/L 5.0 U U S4VEMNoChlorobenzene 2.5

ug/L 5.0 U U S4VEMNoEthylbenzene 2.5

ug/L 5.0 U U S4VEMNoo-Xylene 2.5

ug/L 5.0 U U S4VEMNom,p-Xylene 2.5

ug/L 5.0 U U S4VEMNoStyrene 2.5

ug/L 5.0 U U S4VEMNoBromoform 2.5

ug/L 5.0 U U S4VEMNo
Isopropylbenzen

e
2.5

ug/L 5.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

2.5

ug/L 5.0 U U S4VEMNo
1,3-

Dichlorobenzene
2.5

ug/L 5.0 U U S4VEMNo
1,4-

Dichlorobenzene
2.5

ug/L 5.0 U U S4VEMNo
1,2-

Dichlorobenzene
2.5

ug/L 5.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

2.5

ug/L 5.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

2.5

ug/L 5.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

2.5
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
3.1

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
0.51

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
0.63

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM1

08-mid 2.0

C0EH9

03/04/2014

44194 MITKEM

09:15:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 S4VEMYesChloroform 2.1

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM2

17-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

10:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 S4VEMYesChloroform 2.2

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM3

17-mid 2.0

C0EH9

03/04/2014

44194 MITKEM

10:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
11

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethane
0.29

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
3.0

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
3.2

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 140

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM4

12-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

08:45:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 16.0 U U S4VEMNo
Dichlorodifluoro

methane
8.0

ug/L 16.0 U U S4VEMNoChloromethane 8.0

ug/L 16.0 U U S4VEMNoVinyl chloride 8.0

ug/L 16.0 U U S4VEMNoBromomethane 8.0

ug/L 16.0 U U S4VEMNoChloroethane 8.0

ug/L 16.0 U U S4VEMNo
Trichlorofluorom

ethane
8.0

ug/L 16.0 D S4VEMNo
1,1-

Dichloroethene
9.8

ug/L 16.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

8.0

ug/L 16.0 U U S4VEMNoAcetone 80

ug/L 16.0 U U S4VEMNoCarbon disulfide 8.0

ug/L 16.0 U U S4VEMNoMethyl acetate 8.0

ug/L 16.0 U U S4VEMNo
Methylene
chloride

8.0

ug/L 16.0 U U S4VEMNo
trans-1,2-

Dichloroethene
8.0

ug/L 16.0 U U S4VEMNo
Methyl tert-butyl

ether
8.0

ug/L 16.0 U U S4VEMNo
1,1-

Dichloroethane
8.0

ug/L 16.0 U U S4VEMNo
cis-1,2-

Dichloroethene
8.0

ug/L 16.0 U U S4VEMNo2-Butanone 80

ug/L 16.0 U U S4VEMNo
Bromochloromet

hane
8.0

ug/L 16.0 U U S4VEMNoChloroform 8.0

ug/L 16.0 U U S4VEMNo
1,1,1-

Trichloroethane
8.0

ug/L 16.0 U U S4VEMNoCyclohexane 8.0

ug/L 16.0 U U S4VEMNo
Carbon

tetrachloride
8.0

ug/L 16.0 U U S4VEMNoBenzene 8.0

ug/L 16.0 U U S4VEMNo
1,2-

Dichloroethane
8.0

ug/L 16.0 D S4VEMYesTrichloroethene 130

ug/L 16.0 U U S4VEMNo
Methylcyclohexa

ne
8.0

ug/L 16.0 U U S4VEMNo
1,2-

Dichloropropane
8.0

ug/L 16.0 U U S4VEMNo
Bromodichlorom

ethane
8.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM4DL

12-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

08:45:00
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ug/L 16.0 U U S4VEMNo
cis-1,3-

Dichloropropene
8.0

ug/L 16.0 U U S4VEMNo
4-Methyl-2-
pentanone

80

ug/L 16.0 U U S4VEMNoToluene 8.0

ug/L 16.0 U U S4VEMNo
trans-1,3-

Dichloropropene
8.0

ug/L 16.0 U U S4VEMNo
1,1,2-

Trichloroethane
8.0

ug/L 16.0 U U S4VEMNo
Tetrachloroethen

e
8.0

ug/L 16.0 U U S4VEMNo2-Hexanone 80

ug/L 16.0 U U S4VEMNo
Dibromochlorom

ethane
8.0

ug/L 16.0 U U S4VEMNo
1,2-

Dibromoethane
8.0

ug/L 16.0 U U S4VEMNoChlorobenzene 8.0

ug/L 16.0 U U S4VEMNoEthylbenzene 8.0

ug/L 16.0 U U S4VEMNoo-Xylene 8.0

ug/L 16.0 U U S4VEMNom,p-Xylene 8.0

ug/L 16.0 U U S4VEMNoStyrene 8.0

ug/L 16.0 U U S4VEMNoBromoform 8.0

ug/L 16.0 U U S4VEMNo
Isopropylbenzen

e
8.0

ug/L 16.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

8.0

ug/L 16.0 U U S4VEMNo
1,3-

Dichlorobenzene
8.0

ug/L 16.0 U U S4VEMNo
1,4-

Dichlorobenzene
8.0

ug/L 16.0 U U S4VEMNo
1,2-

Dichlorobenzene
8.0

ug/L 16.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

8.0

ug/L 16.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

8.0

ug/L 16.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

8.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
1.8

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethane
0.83

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
1.4

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 J J S4VEMYesChloroform 0.42

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM5

12-mid 2.0

C0EH9

03/04/2014

44194 MITKEM

08:45:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
2.6

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
1.1

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
0.59

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 35

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM6

18-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

08:30:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 2.5 U U S4VEMNo
Dichlorodifluoro

methane
1.3

ug/L 2.5 U U S4VEMNoChloromethane 1.3

ug/L 2.5 U U S4VEMNoVinyl chloride 1.3

ug/L 2.5 U U S4VEMNoBromomethane 1.3

ug/L 2.5 U U S4VEMNoChloroethane 1.3

ug/L 2.5 U U S4VEMNo
Trichlorofluorom

ethane
1.3

ug/L 2.5 D S4VEMNo
1,1-

Dichloroethene
2.3

ug/L 2.5 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

1.3

ug/L 2.5 U U S4VEMNoAcetone 13

ug/L 2.5 U U S4VEMNoCarbon disulfide 1.3

ug/L 2.5 U U S4VEMNoMethyl acetate 1.3

ug/L 2.5 U U S4VEMNo
Methylene
chloride

1.3

ug/L 2.5 U U S4VEMNo
trans-1,2-

Dichloroethene
1.3

ug/L 2.5 U U S4VEMNo
Methyl tert-butyl

ether
1.3

ug/L 2.5 U U S4VEMNo
1,1-

Dichloroethane
1.3

ug/L 2.5 DJ J S4VEMNo
cis-1,2-

Dichloroethene
1.1

ug/L 2.5 U U S4VEMNo2-Butanone 13

ug/L 2.5 U U S4VEMNo
Bromochloromet

hane
1.3

ug/L 2.5 U U S4VEMNoChloroform 1.3

ug/L 2.5 DJ J S4VEMNo
1,1,1-

Trichloroethane
0.52

ug/L 2.5 U U S4VEMNoCyclohexane 1.3

ug/L 2.5 U U S4VEMNo
Carbon

tetrachloride
1.3

ug/L 2.5 U U S4VEMNoBenzene 1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichloroethane
1.3

ug/L 2.5 D S4VEMYesTrichloroethene 33

ug/L 2.5 U U S4VEMNo
Methylcyclohexa

ne
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichloropropane
1.3

ug/L 2.5 U U S4VEMNo
Bromodichlorom

ethane
1.3

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM6DL

18-raw 2.0

C0EH9

03/04/2014

44194 MITKEM

08:30:00
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ug/L 2.5 U U S4VEMNo
cis-1,3-

Dichloropropene
1.3

ug/L 2.5 U U S4VEMNo
4-Methyl-2-
pentanone

13

ug/L 2.5 U U S4VEMNoToluene 1.3

ug/L 2.5 U U S4VEMNo
trans-1,3-

Dichloropropene
1.3

ug/L 2.5 U U S4VEMNo
1,1,2-

Trichloroethane
1.3

ug/L 2.5 U U S4VEMNo
Tetrachloroethen

e
1.3

ug/L 2.5 U U S4VEMNo2-Hexanone 13

ug/L 2.5 U U S4VEMNo
Dibromochlorom

ethane
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dibromoethane
1.3

ug/L 2.5 U U S4VEMNoChlorobenzene 1.3

ug/L 2.5 U U S4VEMNoEthylbenzene 1.3

ug/L 2.5 U U S4VEMNoo-Xylene 1.3

ug/L 2.5 U U S4VEMNom,p-Xylene 1.3

ug/L 2.5 U U S4VEMNoStyrene 1.3

ug/L 2.5 U U S4VEMNoBromoform 1.3

ug/L 2.5 U U S4VEMNo
Isopropylbenzen

e
1.3

ug/L 2.5 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

1.3

ug/L 2.5 U U S4VEMNo
1,3-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,4-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

1.3

ug/L 2.5 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

1.3

ug/L 2.5 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

1.3
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5I

7.0

C0EH9

03/10/2014

44194 MITKEM

11:04:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5J

7.0

C0EH9

03/10/2014

44194 MITKEM

20:46:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 J J S4VEMYes
Methylene
chloride

0.21

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5K

7.0

C0EH9

03/11/2014

44194 MITKEM

07:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VHBLK5K

7.0

C0EH9

03/11/2014

44194 MITKEM

15:08:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

Date:    April 03, 2014 

 

To:  Brandon McDonald 

  ESAT Region 3 Project Officer 

 

From:  

  Senior Data Reviewer  

  

  

  Oversight Chemist 

 

Subject:  Organic Data Validation (S4VEM) 

  Site: Hidden Lane Landfill 

Case:  44194 

     SDG: C0EL4 

      

 

OVERVIEW 

 

Case 44194, Sample Delivery Group (SDG) C0EL4, from the Hidden Lane Landfill site 

consisted of twenty (20) pre-treatment potable water samples including one (1) trip blank 

and one (1) field duplicate pair analyzed for trace volatile compounds by Spectrum 

Analytical Incorporated (MITKEM).  Samples were analyzed according to Contract 

Laboratory Program (CLP) Statement of Work (SOW) SOM01.2 through the Routine 

Analysis Services (RAS) program. 

  

SUMMARY 

 

Validation of data was performed according to the National Functional Guidelines utilizing 

the Environmental Data Exchange and Evaluation System (EXES) and is assigned the 

Superfund Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  No 

problems were detected during the validation of these data.  

 

The samples in this data set are listed as “potable” water on the Chain of Custody (COC) 

records and as “drinking water” on the Analytical Request Form (ARF).  However, upon 

further investigation, these samples are pre-treatment samples for these station locations.  

The actual drinking water samples were analyzed at the Region 3 Environmental Science 

Center, Fort Meade Maryland.  Therefore, no further action was taken by the reviewer 

based on these findings. 
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Tentatively Identified Compounds (TICs) were not validated.  The “NJ” qualifier is applied 

to all TICs listed in the Sample Summary Report (SSR) in addition to other laboratory 

qualifiers. This is a regional modification to the National Functional Guidelines (NFG) for 

the reporting of Tentatively Identified Compounds.  The SSR may not reflect the complete 

list of TICs included in the Electronic Data Deliverable (EDD). 

 

NOTES 

 

Compounds detected below Contract Required Quantitation Limits (CRQLs) were 

qualified “J”. 

 

Detected concentrations of common laboratory contaminants acetone and methylene 

chloride in the trip blank and method blank VBLK5K, respectively, did not qualify data in 

the field samples.  

 

No positive results were reported for field duplicate pair, samples C0EN9/C0EP0.  

 

Samples C0EN6, C0EP4 and C0EP5 were re-analyzed at two and one-half-fold (2.5X), 

eight-fold (8X) and two-fold (2X) dilutions, respectively because the detected 

concentrations of trichloroethene exceeded the linear calibration range in the initial 

analyses.  All analyses are available for review.  The results for this compound in these 

samples should be used from the dilutions noted. 

 

No manual integrations were performed by the laboratory in this data set. 
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GLOSSARY OF DATA QUALIFIER CODES (ORGANIC) 
  

U The analyte was analyzed for, but was not detected at a level greater than or 
equal to the level of the adjusted Contract Required Quantitation Limit (CRQL) for 
sample and method. 

  
J The analyte was positively identified and the associated numerical value is the 

approximate concentration of the analyte in the sample (due either to the quality 
of the data generated because certain quality control criteria were not met, or the 
concentration of the analyte was below the CRQL). 

  
B Analyte is presumed to be a blank contamination artifact. 

  
NJ The analysis indicates the presence of an analyte that has been “tentatively 

indentified” and the associated numerical value represents its approximate 
concentration. 

  
UJ The analyte was not detected at a level greater than or equal to the adjusted 

CRQL. However, the reported adjusted CRQL is approximate and may be 
inaccurate or imprecise. 

  
R The sample results are unusable due to the quality of the data generated because 

certain criteria were not met. The analyte may or may not be present in the 
sample. 

  
C This qualifier applies to pesticide and Aroclor results when the identification has 

been confirmed by Gas Chromatograph/Mass Spectrometer (GC/MS). 

  
X This qualifier applies to pesticide and Aroclor results when GC/MS analysis was 

attempted but was unsuccessful. 

 

DCN: ESATR3-2014-V131 



Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.38

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 5.9

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EL4

13-raw 2.0

C0EL4

03/04/2014

44194 MITKEM

08:00:00

 Page 1 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

 Page 2 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
5.3

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
1.4

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
1.4

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM7

18-mid 2.0

C0EL4

03/04/2014

44194 MITKEM

08:30:00

 Page 3 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

 Page 4 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM8

04-raw 2.0

C0EL4

03/04/2014

44194 MITKEM

09:00:00

 Page 5 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.67

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.24

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 9.6

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EM9

04-mid 2.0

C0EL4

03/04/2014

44194 MITKEM

09:00:00

 Page 7 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.37

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 J J S4VEMYesChloroform 0.36

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 8.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN0

11-raw 2.0

C0EL4

03/04/2014

44194 MITKEM

09:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.63

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 S4VEMYesChloroform 0.59

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 1.3

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN1

11-mid 2.0

C0EL4

03/04/2014

44194 MITKEM

09:30:00

 Page 11 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.22

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 J J S4VEMYesChloroform 0.21

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 2.6

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN2

38-raw 2.0

C0EL4

03/04/2014

44194 MITKEM

09:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 J J S4VEMYesAcetone 3.1

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN3

TripBlank2 2.0

C0EL4

03/04/2014

44194 MITKEM

07:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.62

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.30

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 10

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN4

01-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

11:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.52

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.36

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 7.6

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN5

01-mid 2.0

C0EL4

03/05/2014

44194 MITKEM

11:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.59

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.20

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 J J S4VEMYes
1,1,1-

Trichloroethane
0.21

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 26

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN6

31-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

08:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 2.5 U U S4VEMNo
Dichlorodifluoro

methane
1.3

ug/L 2.5 U U S4VEMNoChloromethane 1.3

ug/L 2.5 U U S4VEMNoVinyl chloride 1.3

ug/L 2.5 U U S4VEMNoBromomethane 1.3

ug/L 2.5 U U S4VEMNoChloroethane 1.3

ug/L 2.5 U U S4VEMNo
Trichlorofluorom

ethane
1.3

ug/L 2.5 DJ J S4VEMNo
1,1-

Dichloroethene
0.57

ug/L 2.5 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

1.3

ug/L 2.5 U U S4VEMNoAcetone 13

ug/L 2.5 U U S4VEMNoCarbon disulfide 1.3

ug/L 2.5 U U S4VEMNoMethyl acetate 1.3

ug/L 2.5 U U S4VEMNo
Methylene
chloride

1.3

ug/L 2.5 U U S4VEMNo
trans-1,2-

Dichloroethene
1.3

ug/L 2.5 U U S4VEMNo
Methyl tert-butyl

ether
1.3

ug/L 2.5 U U S4VEMNo
1,1-

Dichloroethane
1.3

ug/L 2.5 U U S4VEMNo
cis-1,2-

Dichloroethene
1.3

ug/L 2.5 U U S4VEMNo2-Butanone 13

ug/L 2.5 U U S4VEMNo
Bromochloromet

hane
1.3

ug/L 2.5 U U S4VEMNoChloroform 1.3

ug/L 2.5 U U S4VEMNo
1,1,1-

Trichloroethane
1.3

ug/L 2.5 U U S4VEMNoCyclohexane 1.3

ug/L 2.5 U U S4VEMNo
Carbon

tetrachloride
1.3

ug/L 2.5 U U S4VEMNoBenzene 1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichloroethane
1.3

ug/L 2.5 D S4VEMYesTrichloroethene 25

ug/L 2.5 U U S4VEMNo
Methylcyclohexa

ne
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichloropropane
1.3

ug/L 2.5 U U S4VEMNo
Bromodichlorom

ethane
1.3

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN6DL

31-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

08:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 2.5 U U S4VEMNo
cis-1,3-

Dichloropropene
1.3

ug/L 2.5 U U S4VEMNo
4-Methyl-2-
pentanone

13

ug/L 2.5 U U S4VEMNoToluene 1.3

ug/L 2.5 U U S4VEMNo
trans-1,3-

Dichloropropene
1.3

ug/L 2.5 U U S4VEMNo
1,1,2-

Trichloroethane
1.3

ug/L 2.5 U U S4VEMNo
Tetrachloroethen

e
1.3

ug/L 2.5 U U S4VEMNo2-Hexanone 13

ug/L 2.5 U U S4VEMNo
Dibromochlorom

ethane
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dibromoethane
1.3

ug/L 2.5 U U S4VEMNoChlorobenzene 1.3

ug/L 2.5 U U S4VEMNoEthylbenzene 1.3

ug/L 2.5 U U S4VEMNoo-Xylene 1.3

ug/L 2.5 U U S4VEMNom,p-Xylene 1.3

ug/L 2.5 U U S4VEMNoStyrene 1.3

ug/L 2.5 U U S4VEMNoBromoform 1.3

ug/L 2.5 U U S4VEMNo
Isopropylbenzen

e
1.3

ug/L 2.5 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

1.3

ug/L 2.5 U U S4VEMNo
1,3-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,4-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

1.3

ug/L 2.5 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

1.3

ug/L 2.5 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

1.3
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
1.8

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 J J S4VEMYesChloroform 0.35

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN7

31-mid 2.0

C0EL4

03/05/2014

44194 MITKEM

08:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

ug/L 1.0 NJ NJ S4VEMYes
Cyclotetrasiloxa
ne, octamethyl-

0.52
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN9

35-mid 2.0

C0EL4

03/05/2014

44194 MITKEM

08:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

ug/L 1.0 NJ NJ S4VEMYes
Cyclotetrasiloxa
ne, octamethyl-

0.55
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP0

Dup5 2.0

C0EL4

03/05/2014

44194 MITKEM

08:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

 Page 30 10:26 Wed, Apr 2, 2014
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 S4VEMYesChloroform 0.77

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP1

37-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

08:30:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

ug/L 1.0 NJ NJ S4VEMYes
Cyclotetrasiloxa
ne, octamethyl-

0.52
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 S4VEMYesChloroform 1.2

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 0.80

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP2

16-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

08:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 S4VEMYesChloroform 1.1

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP3

16-mid 2.0

C0EL4

03/05/2014

44194 MITKEM

08:45:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
5.4

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
1.5

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
1.0

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 76

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP4

28-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

09:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 8.0 U U S4VEMNo
Dichlorodifluoro

methane
4.0

ug/L 8.0 U U S4VEMNoChloromethane 4.0

ug/L 8.0 U U S4VEMNoVinyl chloride 4.0

ug/L 8.0 U U S4VEMNoBromomethane 4.0

ug/L 8.0 U U S4VEMNoChloroethane 4.0

ug/L 8.0 U U S4VEMNo
Trichlorofluorom

ethane
4.0

ug/L 8.0 D S4VEMNo
1,1-

Dichloroethene
5.6

ug/L 8.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.0

ug/L 8.0 U U S4VEMNoAcetone 40

ug/L 8.0 U U S4VEMNoCarbon disulfide 4.0

ug/L 8.0 U U S4VEMNoMethyl acetate 4.0

ug/L 8.0 U U S4VEMNo
Methylene
chloride

4.0

ug/L 8.0 U U S4VEMNo
trans-1,2-

Dichloroethene
4.0

ug/L 8.0 U U S4VEMNo
Methyl tert-butyl

ether
4.0

ug/L 8.0 U U S4VEMNo
1,1-

Dichloroethane
4.0

ug/L 8.0 U U S4VEMNo
cis-1,2-

Dichloroethene
4.0

ug/L 8.0 U U S4VEMNo2-Butanone 40

ug/L 8.0 U U S4VEMNo
Bromochloromet

hane
4.0

ug/L 8.0 U U S4VEMNoChloroform 4.0

ug/L 8.0 U U S4VEMNo
1,1,1-

Trichloroethane
4.0

ug/L 8.0 U U S4VEMNoCyclohexane 4.0

ug/L 8.0 U U S4VEMNo
Carbon

tetrachloride
4.0

ug/L 8.0 U U S4VEMNoBenzene 4.0

ug/L 8.0 U U S4VEMNo
1,2-

Dichloroethane
4.0

ug/L 8.0 D S4VEMYesTrichloroethene 74

ug/L 8.0 U U S4VEMNo
Methylcyclohexa

ne
4.0

ug/L 8.0 U U S4VEMNo
1,2-

Dichloropropane
4.0

ug/L 8.0 U U S4VEMNo
Bromodichlorom

ethane
4.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP4DL

28-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

09:00:00
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ug/L 8.0 U U S4VEMNo
cis-1,3-

Dichloropropene
4.0

ug/L 8.0 U U S4VEMNo
4-Methyl-2-
pentanone

40

ug/L 8.0 U U S4VEMNoToluene 4.0

ug/L 8.0 U U S4VEMNo
trans-1,3-

Dichloropropene
4.0

ug/L 8.0 U U S4VEMNo
1,1,2-

Trichloroethane
4.0

ug/L 8.0 U U S4VEMNo
Tetrachloroethen

e
4.0

ug/L 8.0 U U S4VEMNo2-Hexanone 40

ug/L 8.0 U U S4VEMNo
Dibromochlorom

ethane
4.0

ug/L 8.0 U U S4VEMNo
1,2-

Dibromoethane
4.0

ug/L 8.0 U U S4VEMNoChlorobenzene 4.0

ug/L 8.0 U U S4VEMNoEthylbenzene 4.0

ug/L 8.0 U U S4VEMNoo-Xylene 4.0

ug/L 8.0 U U S4VEMNom,p-Xylene 4.0

ug/L 8.0 U U S4VEMNoStyrene 4.0

ug/L 8.0 U U S4VEMNoBromoform 4.0

ug/L 8.0 U U S4VEMNo
Isopropylbenzen

e
4.0

ug/L 8.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

4.0

ug/L 8.0 U U S4VEMNo
1,3-

Dichlorobenzene
4.0

ug/L 8.0 U U S4VEMNo
1,4-

Dichlorobenzene
4.0

ug/L 8.0 U U S4VEMNo
1,2-

Dichlorobenzene
4.0

ug/L 8.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

4.0

ug/L 8.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

4.0

ug/L 8.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

4.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
3.9

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
0.95

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
0.83

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 20

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP5

28-mid 2.0

C0EL4

03/05/2014

44194 MITKEM

09:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 2.0 U U S4VEMNo
Dichlorodifluoro

methane
1.0

ug/L 2.0 U U S4VEMNoChloromethane 1.0

ug/L 2.0 U U S4VEMNoVinyl chloride 1.0

ug/L 2.0 U U S4VEMNoBromomethane 1.0

ug/L 2.0 U U S4VEMNoChloroethane 1.0

ug/L 2.0 U U S4VEMNo
Trichlorofluorom

ethane
1.0

ug/L 2.0 D S4VEMNo
1,1-

Dichloroethene
4.5

ug/L 2.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

1.0

ug/L 2.0 U U S4VEMNoAcetone 10

ug/L 2.0 U U S4VEMNoCarbon disulfide 1.0

ug/L 2.0 U U S4VEMNoMethyl acetate 1.0

ug/L 2.0 U U S4VEMNo
Methylene
chloride

1.0

ug/L 2.0 U U S4VEMNo
trans-1,2-

Dichloroethene
1.0

ug/L 2.0 U U S4VEMNo
Methyl tert-butyl

ether
1.0

ug/L 2.0 U U S4VEMNo
1,1-

Dichloroethane
1.0

ug/L 2.0 D S4VEMNo
cis-1,2-

Dichloroethene
1.2

ug/L 2.0 U U S4VEMNo2-Butanone 10

ug/L 2.0 U U S4VEMNo
Bromochloromet

hane
1.0

ug/L 2.0 U U S4VEMNoChloroform 1.0

ug/L 2.0 D S4VEMNo
1,1,1-

Trichloroethane
1.2

ug/L 2.0 U U S4VEMNoCyclohexane 1.0

ug/L 2.0 U U S4VEMNo
Carbon

tetrachloride
1.0

ug/L 2.0 U U S4VEMNoBenzene 1.0

ug/L 2.0 U U S4VEMNo
1,2-

Dichloroethane
1.0

ug/L 2.0 D S4VEMYesTrichloroethene 37

ug/L 2.0 U U S4VEMNo
Methylcyclohexa

ne
1.0

ug/L 2.0 U U S4VEMNo
1,2-

Dichloropropane
1.0

ug/L 2.0 U U S4VEMNo
Bromodichlorom

ethane
1.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP5DL

28-mid 2.0

C0EL4

03/05/2014

44194 MITKEM

09:00:00
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ug/L 2.0 U U S4VEMNo
cis-1,3-

Dichloropropene
1.0

ug/L 2.0 U U S4VEMNo
4-Methyl-2-
pentanone

10

ug/L 2.0 U U S4VEMNoToluene 1.0

ug/L 2.0 U U S4VEMNo
trans-1,3-

Dichloropropene
1.0

ug/L 2.0 U U S4VEMNo
1,1,2-

Trichloroethane
1.0

ug/L 2.0 U U S4VEMNo
Tetrachloroethen

e
1.0

ug/L 2.0 U U S4VEMNo2-Hexanone 10

ug/L 2.0 U U S4VEMNo
Dibromochlorom

ethane
1.0

ug/L 2.0 U U S4VEMNo
1,2-

Dibromoethane
1.0

ug/L 2.0 U U S4VEMNoChlorobenzene 1.0

ug/L 2.0 U U S4VEMNoEthylbenzene 1.0

ug/L 2.0 U U S4VEMNoo-Xylene 1.0

ug/L 2.0 U U S4VEMNom,p-Xylene 1.0

ug/L 2.0 U U S4VEMNoStyrene 1.0

ug/L 2.0 U U S4VEMNoBromoform 1.0

ug/L 2.0 U U S4VEMNo
Isopropylbenzen

e
1.0

ug/L 2.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

1.0

ug/L 2.0 U U S4VEMNo
1,3-

Dichlorobenzene
1.0

ug/L 2.0 U U S4VEMNo
1,4-

Dichlorobenzene
1.0

ug/L 2.0 U U S4VEMNo
1,2-

Dichlorobenzene
1.0

ug/L 2.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

1.0

ug/L 2.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

1.0

ug/L 2.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

1.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.96

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.28

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 16

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP6

32-raw 2.0

C0EL4

03/05/2014

44194 MITKEM

11:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 J J S4VEMYes
Methylene
chloride

0.21

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5K

7.0

C0EL4

03/11/2014

44194 MITKEM

07:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5N

7.0

C0EL4

03/12/2014

44194 MITKEM

04:52:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5O

7.0

C0EL4

03/12/2014

44194 MITKEM

18:06:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

 Page 52 10:26 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VHBLK5O

7.0

C0EL4

03/13/2014

44194 MITKEM

02:55:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

Date:    April 03, 2014 

 

To:  Brandon McDonald 

  ESAT Region 3 Project Officer 

 

From:  

  Senior Data Reviewer  

   

  

  Oversight Chemist 

 

Subject:  Organic Data Validation (S4VEM) 

  Site: Hidden Lane Landfill 

Case:  44194 

     SDG: C0EN8 

      

 

OVERVIEW 

 

Case 44194, Sample Delivery Group (SDG) C0EN8, from the Hidden Lane Landfill site 

consisted of sixteen (16) pre-treatment potable water samples including one (1) trip blank 

and one (1) field duplicate pair analyzed for trace volatile compounds by Spectrum 

Analytical Incorporated (MITKEM).  Samples were analyzed according to Contract 

Laboratory Program (CLP) Statement of Work (SOW) SOM01.2 through the Routine 

Analysis Services (RAS) program. 

  

SUMMARY 

 

Validation of data was performed according to the National Functional Guidelines utilizing 

the Environmental Data Exchange and Evaluation System (EXES) and is assigned the 

Superfund Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  No 

problems were detected during the validation of these data.  

 

The samples in this data set are listed as “potable” water on the Chain of Custody (COC) 

records and as “drinking water” on the Analytical Request Form (ARF).  However, upon 

further investigation, these samples are pre-treatment samples for these station locations.  

The actual drinking water samples were analyzed at the Region 3 Environmental Science 

Center, Fort Meade Maryland.  Therefore, no further action was taken by the reviewer 

based on these findings. 
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NOTES 

 

Compounds detected below Contract Required Quantitation Limits (CRQLs) were 

qualified “J”. 

 

Detected concentrations of common laboratory contaminants acetone and methylene 

chloride in the trip blank and method blank VBLK5K, respectively, did not qualify data in 

the field samples.  

 

Tentatively Identified Compounds (TICs) were not validated.  The “NJ” qualifier is applied 

to all TICs listed in the Sample Summary Report (SSR) in addition to other laboratory 

qualifiers. This is a regional modification to the National Functional Guidelines (NFG) for 

the reporting of Tentatively Identified Compounds.  The SSR may not reflect the complete 

list of TICs included in the Electronic Data Deliverable (EDD). 

 

Results reported for field duplicate pair, samples C0EQ0/C0EQ1, were comparable.  

 

Samples C0EQ7 and C0EQ9 were re-analyzed at four-fold (4X) and two and one-half- fold 

(2.5X) dilutions, respectively because the detected concentrations of trichloroethene 

exceeded the linear calibration range in the initial analyses.  All analyses are available for 

review.  The results for this compound in these samples should be used from the dilutions 

noted. 

 

No manual integrations were performed by the laboratory in this data set. 
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GLOSSARY OF DATA QUALIFIER CODES (ORGANIC) 
  

U The analyte was analyzed for, but was not detected at a level greater than or 
equal to the level of the adjusted Contract Required Quantitation Limit (CRQL) for 
sample and method. 

  
J The analyte was positively identified and the associated numerical value is the 

approximate concentration of the analyte in the sample (due either to the quality 
of the data generated because certain quality control criteria were not met, or the 
concentration of the analyte was below the CRQL). 

  
B Analyte is presumed to be a blank contamination artifact. 

  
NJ The analysis indicates the presence of an analyte that has been “tentatively 

indentified” and the associated numerical value represents its approximate 
concentration. 

  
UJ The analyte was not detected at a level greater than or equal to the adjusted 

CRQL. However, the reported adjusted CRQL is approximate and may be 
inaccurate or imprecise. 

  
R The sample results are unusable due to the quality of the data generated because 

certain criteria were not met. The analyte may or may not be present in the 
sample. 

  
C This qualifier applies to pesticide and Aroclor results when the identification has 

been confirmed by Gas Chromatograph/Mass Spectrometer (GC/MS). 

  
X This qualifier applies to pesticide and Aroclor results when GC/MS analysis was 

attempted but was unsuccessful. 

 

DCN: ESATR3-2014-V128 



Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.82

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.20

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 20

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EN8

35-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

08:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP7

32-mid 2.0

C0EN8

03/05/2014

44194 MITKEM

11:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
1.1

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.21

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 16

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP8

30-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

09:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

ug/L 1.0 NJ NJ S4VEMYes
Cyclotetrasiloxa
ne, octamethyl-

1.7

ug/L 1.0 NJ NJ S4VEMYes
Cyclotrisiloxane,

hexamethyl-
0.65
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
1.4

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.29

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 J J S4VEMYes
1,1,1-

Trichloroethane
0.37

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 19

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EP9

30-mid 2.0

C0EN8

03/05/2014

44194 MITKEM

09:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.75

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 11

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ0

29-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

09:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.67

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 11

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ1

Dup6 2.0

C0EN8

03/05/2014

44194 MITKEM

09:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

ug/L 1.0 NJ NJ S4VEMYes
Cyclotrisiloxane,

hexamethyl-
0.52

ug/L 1.0 NJ NJ S4VEMYes
Cyclotetrasiloxa
ne, octamethyl-

1.1

 Page 12 12:37 Wed, Apr 2, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
0.77

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 1.8

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ2

29-mid 2.0

C0EN8

03/05/2014

44194 MITKEM

09:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.36

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 4.1

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ3

27-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

10:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.31

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 5.2

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ4

27-mid 2.0

C0EN8

03/05/2014

44194 MITKEM

10:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 J J S4VEMYes
1,1-

Dichloroethene
0.22

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 J J S4VEMYesChloroform 0.20

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 2.5

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ5

21-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

09:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
3.7

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
0.51

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 J J S4VEMYesChloroform 0.21

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
0.65

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 6.7

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ6

21-mid 2.0

C0EN8

03/05/2014

44194 MITKEM

09:45:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
2.8

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
0.57

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 J J S4VEMYes
1,1,1-

Trichloroethane
0.39

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 41

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ7

26-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

10:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

ug/L 1.0 NJ NJ S4VEMYes
Cyclotetrasiloxa
ne, octamethyl-

0.81
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ug/L 4.0 U U S4VEMNo
Dichlorodifluoro

methane
2.0

ug/L 4.0 U U S4VEMNoChloromethane 2.0

ug/L 4.0 U U S4VEMNoVinyl chloride 2.0

ug/L 4.0 U U S4VEMNoBromomethane 2.0

ug/L 4.0 U U S4VEMNoChloroethane 2.0

ug/L 4.0 U U S4VEMNo
Trichlorofluorom

ethane
2.0

ug/L 4.0 D S4VEMNo
1,1-

Dichloroethene
3.1

ug/L 4.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

2.0

ug/L 4.0 U U S4VEMNoAcetone 20

ug/L 4.0 U U S4VEMNoCarbon disulfide 2.0

ug/L 4.0 U U S4VEMNoMethyl acetate 2.0

ug/L 4.0 U U S4VEMNo
Methylene
chloride

2.0

ug/L 4.0 U U S4VEMNo
trans-1,2-

Dichloroethene
2.0

ug/L 4.0 U U S4VEMNo
Methyl tert-butyl

ether
2.0

ug/L 4.0 U U S4VEMNo
1,1-

Dichloroethane
2.0

ug/L 4.0 U U S4VEMNo
cis-1,2-

Dichloroethene
2.0

ug/L 4.0 U U S4VEMNo2-Butanone 20

ug/L 4.0 U U S4VEMNo
Bromochloromet

hane
2.0

ug/L 4.0 U U S4VEMNoChloroform 2.0

ug/L 4.0 U U S4VEMNo
1,1,1-

Trichloroethane
2.0

ug/L 4.0 U U S4VEMNoCyclohexane 2.0

ug/L 4.0 U U S4VEMNo
Carbon

tetrachloride
2.0

ug/L 4.0 U U S4VEMNoBenzene 2.0

ug/L 4.0 U U S4VEMNo
1,2-

Dichloroethane
2.0

ug/L 4.0 D S4VEMYesTrichloroethene 42

ug/L 4.0 U U S4VEMNo
Methylcyclohexa

ne
2.0

ug/L 4.0 U U S4VEMNo
1,2-

Dichloropropane
2.0

ug/L 4.0 U U S4VEMNo
Bromodichlorom

ethane
2.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ7DL

26-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

10:00:00
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ug/L 4.0 U U S4VEMNo
cis-1,3-

Dichloropropene
2.0

ug/L 4.0 U U S4VEMNo
4-Methyl-2-
pentanone

20

ug/L 4.0 U U S4VEMNoToluene 2.0

ug/L 4.0 U U S4VEMNo
trans-1,3-

Dichloropropene
2.0

ug/L 4.0 U U S4VEMNo
1,1,2-

Trichloroethane
2.0

ug/L 4.0 U U S4VEMNo
Tetrachloroethen

e
2.0

ug/L 4.0 U U S4VEMNo2-Hexanone 20

ug/L 4.0 U U S4VEMNo
Dibromochlorom

ethane
2.0

ug/L 4.0 U U S4VEMNo
1,2-

Dibromoethane
2.0

ug/L 4.0 U U S4VEMNoChlorobenzene 2.0

ug/L 4.0 U U S4VEMNoEthylbenzene 2.0

ug/L 4.0 U U S4VEMNoo-Xylene 2.0

ug/L 4.0 U U S4VEMNom,p-Xylene 2.0

ug/L 4.0 U U S4VEMNoStyrene 2.0

ug/L 4.0 U U S4VEMNoBromoform 2.0

ug/L 4.0 U U S4VEMNo
Isopropylbenzen

e
2.0

ug/L 4.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

2.0

ug/L 4.0 U U S4VEMNo
1,3-

Dichlorobenzene
2.0

ug/L 4.0 U U S4VEMNo
1,4-

Dichlorobenzene
2.0

ug/L 4.0 U U S4VEMNo
1,2-

Dichlorobenzene
2.0

ug/L 4.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

2.0

ug/L 4.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

2.0

ug/L 4.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

2.0

ug/L 4.0 DNJ DNJ S4VEMNo
Cyclotetrasiloxa
ne, octamethyl-

2.7
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
3.8

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 J J S4VEMYesChloroform 0.23

ug/L 1.0 S4VEMYes
1,1,1-

Trichloroethane
0.81

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 S4VEMYesTrichloroethene 7.2

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ8

26-mid 2.0

C0EN8

03/05/2014

44194 MITKEM

10:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
1.6

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.49

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 J J S4VEMYes
1,1,1-

Trichloroethane
0.36

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 E S4VEMNoTrichloroethene 25

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ9

22-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

10:15:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50

ug/L 1.0 NJ NJ S4VEMYes
Cyclotetrasiloxa
ne, octamethyl-

0.65
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ug/L 2.5 U U S4VEMNo
Dichlorodifluoro

methane
1.3

ug/L 2.5 U U S4VEMNoChloromethane 1.3

ug/L 2.5 U U S4VEMNoVinyl chloride 1.3

ug/L 2.5 U U S4VEMNoBromomethane 1.3

ug/L 2.5 U U S4VEMNoChloroethane 1.3

ug/L 2.5 U U S4VEMNo
Trichlorofluorom

ethane
1.3

ug/L 2.5 D S4VEMNo
1,1-

Dichloroethene
1.4

ug/L 2.5 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

1.3

ug/L 2.5 U U S4VEMNoAcetone 13

ug/L 2.5 U U S4VEMNoCarbon disulfide 1.3

ug/L 2.5 U U S4VEMNoMethyl acetate 1.3

ug/L 2.5 U U S4VEMNo
Methylene
chloride

1.3

ug/L 2.5 U U S4VEMNo
trans-1,2-

Dichloroethene
1.3

ug/L 2.5 U U S4VEMNo
Methyl tert-butyl

ether
1.3

ug/L 2.5 U U S4VEMNo
1,1-

Dichloroethane
1.3

ug/L 2.5 U U S4VEMNo
cis-1,2-

Dichloroethene
1.3

ug/L 2.5 U U S4VEMNo2-Butanone 13

ug/L 2.5 U U S4VEMNo
Bromochloromet

hane
1.3

ug/L 2.5 U U S4VEMNoChloroform 1.3

ug/L 2.5 U U S4VEMNo
1,1,1-

Trichloroethane
1.3

ug/L 2.5 U U S4VEMNoCyclohexane 1.3

ug/L 2.5 U U S4VEMNo
Carbon

tetrachloride
1.3

ug/L 2.5 U U S4VEMNoBenzene 1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichloroethane
1.3

ug/L 2.5 D S4VEMYesTrichloroethene 23

ug/L 2.5 U U S4VEMNo
Methylcyclohexa

ne
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichloropropane
1.3

ug/L 2.5 U U S4VEMNo
Bromodichlorom

ethane
1.3

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0EQ9DL

22-raw 2.0

C0EN8

03/05/2014

44194 MITKEM

10:15:00
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ug/L 2.5 U U S4VEMNo
cis-1,3-

Dichloropropene
1.3

ug/L 2.5 U U S4VEMNo
4-Methyl-2-
pentanone

13

ug/L 2.5 U U S4VEMNoToluene 1.3

ug/L 2.5 U U S4VEMNo
trans-1,3-

Dichloropropene
1.3

ug/L 2.5 U U S4VEMNo
1,1,2-

Trichloroethane
1.3

ug/L 2.5 U U S4VEMNo
Tetrachloroethen

e
1.3

ug/L 2.5 U U S4VEMNo2-Hexanone 13

ug/L 2.5 U U S4VEMNo
Dibromochlorom

ethane
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dibromoethane
1.3

ug/L 2.5 U U S4VEMNoChlorobenzene 1.3

ug/L 2.5 U U S4VEMNoEthylbenzene 1.3

ug/L 2.5 U U S4VEMNoo-Xylene 1.3

ug/L 2.5 U U S4VEMNom,p-Xylene 1.3

ug/L 2.5 U U S4VEMNoStyrene 1.3

ug/L 2.5 U U S4VEMNoBromoform 1.3

ug/L 2.5 U U S4VEMNo
Isopropylbenzen

e
1.3

ug/L 2.5 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

1.3

ug/L 2.5 U U S4VEMNo
1,3-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,4-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,2-

Dichlorobenzene
1.3

ug/L 2.5 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

1.3

ug/L 2.5 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

1.3

ug/L 2.5 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

1.3
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0ER0

22-mid 2.0

C0EN8

03/05/2014

44194 MITKEM

10:15:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 J J S4VEMYesAcetone 3.2

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

C0ER2

TripBlank4 2.0

C0EN8

03/05/2014

44194 MITKEM

07:00:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 J J S4VEMYes
Methylene
chloride

0.21

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5K

7.0

C0EN8

03/11/2014

44194 MITKEM

07:45:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5N

7.0

C0EN8

03/12/2014

44194 MITKEM

04:52:00
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ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VBLK5O

7.0

C0EN8

03/12/2014

44194 MITKEM

18:06:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
0.50

ug/L 1.0 U U S4VEMYesChloromethane 0.50

ug/L 1.0 U U S4VEMYesVinyl chloride 0.50

ug/L 1.0 U U S4VEMYesBromomethane 0.50

ug/L 1.0 U U S4VEMYesChloroethane 0.50

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U S4VEMYesAcetone 5.0

ug/L 1.0 U U S4VEMYesCarbon disulfide 0.50

ug/L 1.0 U U S4VEMYesMethyl acetate 0.50

ug/L 1.0 U U S4VEMYes
Methylene
chloride

0.50

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
0.50

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U S4VEMYes2-Butanone 5.0

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
0.50

ug/L 1.0 U U S4VEMYesChloroform 0.50

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYesCyclohexane 0.50

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
0.50

ug/L 1.0 U U S4VEMYesBenzene 0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
0.50

ug/L 1.0 U U S4VEMYesTrichloroethene 0.50

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
0.50

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11033

VHBLK5O

7.0

C0EN8

03/13/2014

44194 MITKEM

02:55:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

5.0

ug/L 1.0 U U S4VEMYesToluene 0.50

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
0.50

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
0.50

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
0.50

ug/L 1.0 U U S4VEMYes2-Hexanone 5.0

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
0.50

ug/L 1.0 U U S4VEMYesChlorobenzene 0.50

ug/L 1.0 U U S4VEMYesEthylbenzene 0.50

ug/L 1.0 U U S4VEMYeso-Xylene 0.50

ug/L 1.0 U U S4VEMYesm,p-Xylene 0.50

ug/L 1.0 U U S4VEMYesStyrene 0.50

ug/L 1.0 U U S4VEMYesBromoform 0.50

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
0.50

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

0.50

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
0.50

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

0.50

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

0.50

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

0.50
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Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 S4VEMYesAluminum 45.0

ug/L 1 S4VEMYesAntimony 4.1

ug/L 1 S4VEMYesArsenic 2.4

ug/L 1 S4VEMYesBarium 20.4

ug/L 1 S4VEMYesBeryllium 2.3

ug/L 1 S4VEMYesCadmium 2.3

ug/L 1 S4VEMYesCalcium 1030

ug/L 1 S4VEMYesChromium 4.4

ug/L 1 S4VEMYesCobalt 2.2

ug/L 1 S4VEMYesCopper 4.5

ug/L 1 S4VEMYesIron 432

ug/L 1 S4VEMYesLead 2.3

ug/L 1 S4VEMYesManganese 2.2

ug/L 1 S4VEMYesNickel 2.2

ug/L 1 S4VEMYesSelenium 11.1

ug/L 1 S4VEMYesSilver 2.1

ug/L 1 S4VEMYesThallium 2.5

ug/L 1 S4VEMYesVanadium 10.4

ug/L 1 S4VEMYesZinc 5.1

ug/L 1 S4VEMYesSodium 1090

ug/L 1 S4VEMYesPotassium 1100

ug/L 1 S4VEMYesMagnesium 1100

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

LCS

MC0EG0

03/06/2014

44195 CHEM

17:32:27

 Page 1 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 7.7

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.8

ug/L 1 S4VEMYesBarium 341

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 1.4

ug/L 1 S4VEMYesCalcium 48400

ug/L 1 S4VEMYesChromium 118

ug/L 1 J J S4VEMYesCobalt 0.64

ug/L 1 S4VEMYesCopper 9.7

ug/L 1 S4VEMYesIron 800

ug/L 1 * J S4VEMYesLead 6.2

ug/L 1 S4VEMYesMagnesium 13000

ug/L 1 S4VEMYesManganese 8.7

ug/L 1 *E J S4VEMYesNickel 39.4

ug/L 1 S4VEMYesPotassium 553

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.23

ug/L 1 S4VEMYesSodium 12400

ug/L 1 S4VEMYesThallium 1.8

ug/L 1 S4VEMYesVanadium 9.7

ug/L 1 * J S4VEMYesZinc 16.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EG0

23-raw 2

MC0EG0

03/03/2014

44195 CHEM

08:00:00

 Page 2 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 5.8

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.4

ug/L 1 S4VEMYesBarium 532

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 2.0

ug/L 1 S4VEMYesCalcium 53700

ug/L 1 S4VEMYesChromium 2.5

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 23.1

ug/L 1 S4VEMYesIron 580

ug/L 1 * J S4VEMYesLead 7.2

ug/L 1 S4VEMYesMagnesium 9400

ug/L 1 S4VEMYesManganese 3.0

ug/L 1 *E J S4VEMYesNickel 3.4

ug/L 1 S4VEMYesPotassium 501

ug/L 1 J J S4VEMYesSelenium 0.95

ug/L 1 J J S4VEMYesSilver 0.25

ug/L 1 S4VEMYesSodium 12800

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 6.7

ug/L 1 * J S4VEMYesZinc 16.2

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EG2

07-raw 2

MC0EG0

03/03/2014

44195 CHEM

08:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 5.8

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.8

ug/L 1 S4VEMYesBarium 425

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 2.0

ug/L 1 S4VEMYesCalcium 42700

ug/L 1 S4VEMYesChromium 2.4

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 24.6

ug/L 1 S4VEMYesIron 281

ug/L 1 * J S4VEMYesLead 7.7

ug/L 1 S4VEMYesMagnesium 11400

ug/L 1 U S4VEMYesManganese 1.0

ug/L 1 *E J S4VEMYesNickel 2.2

ug/L 1 S4VEMYesPotassium 608

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.21

ug/L 1 S4VEMYesSodium 12300

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 10.9

ug/L 1 * J S4VEMYesZinc 22.2

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EG5

20-raw 2

MC0EG0

03/03/2014

44195 CHEM

08:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 10.6

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.1

ug/L 1 S4VEMYesBarium 431

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 1.3

ug/L 1 S4VEMYesCalcium 54300

ug/L 1 S4VEMYesChromium 2.0

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 22.9

ug/L 1 S4VEMYesIron 372

ug/L 1 * J S4VEMYesLead 5.5

ug/L 1 S4VEMYesMagnesium 10100

ug/L 1 S4VEMYesManganese 1.3

ug/L 1 *E J S4VEMYesNickel 2.2

ug/L 1 S4VEMYesPotassium 512

ug/L 1 J J S4VEMYesSelenium 0.87

ug/L 1 J J S4VEMYesSilver 0.15

ug/L 1 S4VEMYesSodium 13300

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 8.4

ug/L 1 * J S4VEMYesZinc 12.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EG7

14-raw 2

MC0EG0

03/03/2014

44195 CHEM

08:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 4.9

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.7

ug/L 1 S4VEMYesBarium 401

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 2.0

ug/L 1 S4VEMYesCalcium 39600

ug/L 1 J J S4VEMYesChromium 1.3

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 6.3

ug/L 1 S4VEMYesIron 352

ug/L 1 * J S4VEMYesLead 9.4

ug/L 1 S4VEMYesMagnesium 11900

ug/L 1 S4VEMYesManganese 1.3

ug/L 1 J*E UJ S4VEMYesNickel 1.0

ug/L 1 S4VEMYesPotassium 566

ug/L 1 J J S4VEMYesSelenium 0.83

ug/L 1 J J S4VEMYesSilver 0.21

ug/L 1 S4VEMYesSodium 12100

ug/L 1 S4VEMYesThallium 2.0

ug/L 1 S4VEMYesVanadium 11.7

ug/L 1 * J S4VEMYesZinc 7.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EG9

02-raw 2

MC0EG0

03/03/2014

44195 CHEM

09:00:00

 Page 6 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 16.6

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.3

ug/L 1 S4VEMYesBarium 259

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.41

ug/L 1 S4VEMYesCalcium 41700

ug/L 1 S4VEMYesChromium 7.1

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 16.2

ug/L 1 S4VEMYesIron 792

ug/L 1 * J S4VEMYesLead 3.8

ug/L 1 S4VEMYesMagnesium 13500

ug/L 1 S4VEMYesManganese 4.7

ug/L 1 *E J S4VEMYesNickel 4.2

ug/L 1 S4VEMYesPotassium 689

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.10

ug/L 1 S4VEMYesSodium 12700

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 11.7

ug/L 1 * J S4VEMYesZinc 22.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EH1

15-raw 2

MC0EG0

03/03/2014

44195 CHEM

09:15:00

 Page 7 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 5.2

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.9

ug/L 1 S4VEMYesBarium 155

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 1.3

ug/L 1 S4VEMYesCalcium 27400

ug/L 1 S4VEMYesChromium 2.7

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 9.5

ug/L 1 J J S4VEMYesIron 169

ug/L 1 * J S4VEMYesLead 5.7

ug/L 1 S4VEMYesMagnesium 16200

ug/L 1 S4VEMYesManganese 1.8

ug/L 1 *E J S4VEMYesNickel 2.5

ug/L 1 S4VEMYesPotassium 675

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.13

ug/L 1 S4VEMYesSodium 25400

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 13.2

ug/L 1 * J S4VEMYesZinc 16.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EH3

09-raw 2

MC0EG0

03/03/2014

44195 CHEM

09:30:00

 Page 8 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 2.1

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.8

ug/L 1 S4VEMYesBarium 331

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 1.5

ug/L 1 S4VEMYesCalcium 39800

ug/L 1 S4VEMYesChromium 5.1

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 10.0

ug/L 1 S4VEMYesIron 239

ug/L 1 * J S4VEMYesLead 6.6

ug/L 1 S4VEMYesMagnesium 12400

ug/L 1 J U S4VEMYesManganese 1.0

ug/L 1 *E J S4VEMYesNickel 4.5

ug/L 1 S4VEMYesPotassium 552

ug/L 1 J J S4VEMYesSelenium 0.77

ug/L 1 J J S4VEMYesSilver 0.13

ug/L 1 S4VEMYesSodium 12200

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 11.7

ug/L 1 * J S4VEMYesZinc 7.4

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EH5

33-raw 2

MC0EG0

03/03/2014

44195 CHEM

09:45:00

 Page 9 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 15.5

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 3.1

ug/L 1 J J S4VEMYesBarium 1.2

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 1.9

ug/L 1 S4VEMYesCalcium 593

ug/L 1 S4VEMYesChromium 2.9

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 8.9

ug/L 1 J J- S4VEMYesIron 22.3

ug/L 1 * J S4VEMYesLead 7.1

ug/L 1 J J S4VEMYesMagnesium 34.4

ug/L 1 U S4VEMYesManganese 1.0

ug/L 1 *E UJ S4VEMYesNickel 1.0

ug/L 1 J J- S4VEMYesPotassium 74.5

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.21

ug/L 1 S4VEMYesSodium 86700

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 12.2

ug/L 1 * J S4VEMYesZinc 12.4

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EH7

19-raw 2

MC0EG0

03/03/2014

44195 CHEM

10:00:00

 Page 10 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 5.0

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.4

ug/L 1 S4VEMYesBarium 299

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 S4VEMYesCadmium 1.2

ug/L 1 S4VEMYesCalcium 44900

ug/L 1 S4VEMYesChromium 28.3

ug/L 1 J J S4VEMYesCobalt 0.12

ug/L 1 S4VEMYesCopper 9.0

ug/L 1 S4VEMYesIron 461

ug/L 1 * J S4VEMYesLead 6.3

ug/L 1 S4VEMYesMagnesium 12900

ug/L 1 S4VEMYesManganese 2.6

ug/L 1 *E J S4VEMYesNickel 13.1

ug/L 1 S4VEMYesPotassium 576

ug/L 1 J J S4VEMYesSelenium 0.89

ug/L 1 J J S4VEMYesSilver 0.19

ug/L 1 S4VEMYesSodium 12500

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 10.7

ug/L 1 * J S4VEMYesZinc 11.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EJ0

34-raw 2

MC0EG0

03/03/2014

44195 CHEM

10:15:00

 Page 11 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 4.1

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.4

ug/L 1 S4VEMYesBarium 336

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.46

ug/L 1 S4VEMYesCalcium 40800

ug/L 1 S4VEMYesChromium 2.5

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 11.2

ug/L 1 S4VEMYesIron 221

ug/L 1 * J S4VEMYesLead 2.6

ug/L 1 S4VEMYesMagnesium 11600

ug/L 1 S4VEMYesManganese 1.2

ug/L 1 *E J S4VEMYesNickel 1.9

ug/L 1 S4VEMYesPotassium 565

ug/L 1 J J S4VEMYesSelenium 1.0

ug/L 1 J J S4VEMYesSilver 0.11

ug/L 1 S4VEMYesSodium 13500

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 13.2

ug/L 1 * J S4VEMYesZinc 8.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EJ2

25-raw 2

MC0EG0

03/03/2014

44195 CHEM

10:45:00

 Page 12 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 4.2

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.6

ug/L 1 S4VEMYesBarium 368

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 U U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 40600

ug/L 1 J J S4VEMYesChromium 0.69

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 40.0

ug/L 1 S4VEMYesIron 253

ug/L 1 * J S4VEMYesLead 5.7

ug/L 1 S4VEMYesMagnesium 11300

ug/L 1 S4VEMYesManganese 3.5

ug/L 1 *E J S4VEMYesNickel 2.9

ug/L 1 S4VEMYesPotassium 533

ug/L 1 J J S4VEMYesSelenium 0.76

ug/L 1 J J S4VEMYesSilver 0.074

ug/L 1 S4VEMYesSodium 12400

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 11.0

ug/L 1 * J S4VEMYesZinc 217

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EJ4

10-raw 2

MC0EG0

03/03/2014

44195 CHEM

11:00:00

 Page 13 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 4.4

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.6

ug/L 1 J J S4VEMYesBarium 2.7

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.25

ug/L 1 S4VEMYesCalcium 805

ug/L 1 S4VEMYesChromium 2.3

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 J U S4VEMYesCopper 2.0

ug/L 1 J J- S4VEMYesIron 16.0

ug/L 1 * J S4VEMYesLead 1.7

ug/L 1 J J S4VEMYesMagnesium 128

ug/L 1 S4VEMYesManganese 1.3

ug/L 1 *E J S4VEMYesNickel 3.5

ug/L 1 J J S4VEMYesPotassium 195

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.074

ug/L 1 S4VEMYesSodium 75400

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 11.1

ug/L 1 * J S4VEMYesZinc 9.3

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EJ6

24-raw 2

MC0EG0

03/03/2014

44195 CHEM

11:30:00

 Page 14 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 2.4

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.7

ug/L 1 J J S4VEMYesBarium 2.6

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.78

ug/L 1 S4VEMYesCalcium 784

ug/L 1 S4VEMYesChromium 2.4

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 J U S4VEMYesCopper 2.0

ug/L 1 J J S4VEMYesIron 9.7

ug/L 1 S4VEMYesLead 5.6

ug/L 1 J J S4VEMYesMagnesium 124

ug/L 1 J U S4VEMYesManganese 1.0

ug/L 1 S4VEMYesNickel 1.3

ug/L 1 J J S4VEMYesPotassium 172

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.16

ug/L 1 S4VEMYesSodium 75000

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 11.2

ug/L 1 S4VEMYesZinc 6.4

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EJ6D

F1537-14 2

MC0EG0

03/03/2014

44195 CHEM

11:30:00

 Page 15 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 S4VEMYesAntimony 90.5

ug/L 1 S4VEMYesArsenic 41.8

ug/L 1 S4VEMYesBarium 1700

ug/L 1 S4VEMYesBeryllium 46.3

ug/L 1 S4VEMYesCadmium 48.0

ug/L 1 S4VEMYesChromium 182

ug/L 1 S4VEMYesCobalt 460

ug/L 1 S4VEMYesCopper 238

ug/L 1 S4VEMYesLead 21.0

ug/L 1 S4VEMYesManganese 466

ug/L 1 S4VEMYesNickel 466

ug/L 1 S4VEMYesSelenium 101

ug/L 1 S4VEMYesSilver 45.8

ug/L 1 S4VEMYesThallium 44.3

ug/L 1 S4VEMYesVanadium 454

ug/L 1 S4VEMYesZinc 518

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EJ6S

F1537-15 2

MC0EG0

03/03/2014

44195 CHEM

11:30:00

 Page 16 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 5.0

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.8

ug/L 1 S4VEMYesBarium 172

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.12

ug/L 1 S4VEMYesCalcium 45300

ug/L 1 J J S4VEMYesChromium 1.9

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 2.8

ug/L 1 S4VEMYesIron 242

ug/L 1 * J S4VEMYesLead 1.4

ug/L 1 S4VEMYesMagnesium 11800

ug/L 1 J U S4VEMYesManganese 1.0

ug/L 1 *E J S4VEMYesNickel 2.4

ug/L 1 S4VEMYesPotassium 575

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 13000

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 11.6

ug/L 1 * J S4VEMYesZinc 8.1

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EM0

8-raw 2

MC0EG0

03/04/2014

44195 CHEM

09:15:00

 Page 17 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 S4VEMYesAluminum 21.3

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 J J S4VEMYesArsenic 0.77

ug/L 1 S4VEMYesBarium 598

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.30

ug/L 1 S4VEMYesCalcium 75000

ug/L 1 J J S4VEMYesChromium 1.5

ug/L 1 J J S4VEMYesCobalt 0.071

ug/L 1 S4VEMYesCopper 146

ug/L 1 S4VEMYesIron 879

ug/L 1 * J S4VEMYesLead 2.5

ug/L 1 S4VEMYesMagnesium 11300

ug/L 1 S4VEMYesManganese 12.1

ug/L 1 *E J S4VEMYesNickel 2.0

ug/L 1 S4VEMYesPotassium 684

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.063

ug/L 1 S4VEMYesSodium 7960

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 J J S4VEMYesVanadium 3.9

ug/L 1 * J S4VEMYesZinc 395

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EM2

17-raw 2

MC0EG0

03/04/2014

44195 CHEM

10:00:00

 Page 18 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 11.6

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.2

ug/L 1 S4VEMYesBarium 186

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.20

ug/L 1 S4VEMYesCalcium 40000

ug/L 1 J J S4VEMYesChromium 1.7

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 33.6

ug/L 1 S4VEMYesIron 441

ug/L 1 * J S4VEMYesLead 8.4

ug/L 1 S4VEMYesMagnesium 7420

ug/L 1 S4VEMYesManganese 127

ug/L 1 *E J S4VEMYesNickel 1.3

ug/L 1 J J S4VEMYesPotassium 338

ug/L 1 J J S4VEMYesSelenium 0.93

ug/L 1 J J S4VEMYesSilver 0.059

ug/L 1 S4VEMYesSodium 16200

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 J J S4VEMYesVanadium 3.7

ug/L 1 * J S4VEMYesZinc 62.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EM4

12-raw 2

MC0EG0

03/04/2014

44195 CHEM

08:45:00

 Page 19 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 3.5

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.3

ug/L 1 S4VEMYesBarium 626

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.50

ug/L 1 S4VEMYesCalcium 56300

ug/L 1 J J S4VEMYesChromium 1.3

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 43.2

ug/L 1 S4VEMYesIron 294

ug/L 1 * J S4VEMYesLead 3.8

ug/L 1 S4VEMYesMagnesium 12600

ug/L 1 J U S4VEMYesManganese 1.0

ug/L 1 *E J S4VEMYesNickel 1.4

ug/L 1 S4VEMYesPotassium 606

ug/L 1 J J S4VEMYesSelenium 1.2

ug/L 1 J J S4VEMYesSilver 0.15

ug/L 1 S4VEMYesSodium 16400

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 7.2

ug/L 1 * J S4VEMYesZinc 20.3

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EM6

18-raw 2

MC0EG0

03/04/2014

44195 CHEM

08:30:00

 Page 20 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 8.2

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.3

ug/L 1 S4VEMYesBarium 441

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.59

ug/L 1 S4VEMYesCalcium 41000

ug/L 1 J J S4VEMYesChromium 1.5

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 27.3

ug/L 1 S4VEMYesIron 260

ug/L 1 * J S4VEMYesLead 3.9

ug/L 1 S4VEMYesMagnesium 10500

ug/L 1 S4VEMYesManganese 2.6

ug/L 1 J*E UJ S4VEMYesNickel 1.0

ug/L 1 S4VEMYesPotassium 524

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.12

ug/L 1 S4VEMYesSodium 12500

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 10.2

ug/L 1 * J S4VEMYesZinc 20.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EM8

04-raw 2

MC0EG0

03/04/2014

44195 CHEM

09:00:00

 Page 21 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 4.8

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 J J S4VEMYesArsenic 0.63

ug/L 1 S4VEMYesBarium 138

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.31

ug/L 1 S4VEMYesCalcium 20100

ug/L 1 J J S4VEMYesChromium 2.0

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 52.8

ug/L 1 J J S4VEMYesIron 180

ug/L 1 * J S4VEMYesLead 64.6

ug/L 1 S4VEMYesMagnesium 4900

ug/L 1 S4VEMYesManganese 2.0

ug/L 1 *E J S4VEMYesNickel 1.2

ug/L 1 S4VEMYesPotassium 915

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.12

ug/L 1 S4VEMYesSodium 6810

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 J J S4VEMYesVanadium 2.9

ug/L 1 * J S4VEMYesZinc 31.4

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EN0

11-raw 2

MC0EG0

03/04/2014

44195 CHEM

09:30:00

 Page 22 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 2.1

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 J J S4VEMYesArsenic 0.66

ug/L 1 S4VEMYesBarium 177

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J J S4VEMYesCadmium 0.27

ug/L 1 S4VEMYesCalcium 37300

ug/L 1 J J S4VEMYesChromium 1.4

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 30.4

ug/L 1 J J S4VEMYesIron 190

ug/L 1 * J S4VEMYesLead 2.1

ug/L 1 S4VEMYesMagnesium 9520

ug/L 1 J U S4VEMYesManganese 1.0

ug/L 1 J*E UJ S4VEMYesNickel 1.0

ug/L 1 S4VEMYesPotassium 596

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 J J S4VEMYesSilver 0.068

ug/L 1 S4VEMYesSodium 10100

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 7.0

ug/L 1 * J S4VEMYesZinc 9.7

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EN2

38-raw 2

MC0EG0

03/04/2014

44195 CHEM

09:45:00

 Page 23 16:11 Thu, Apr 10, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 U U S4VEMYesAluminum 20.0

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 U U S4VEMYesArsenic 1.0

ug/L 1 U U S4VEMYesBarium 10.0

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 U U S4VEMYesCadmium 1.0

ug/L 1 U U S4VEMYesCalcium 500

ug/L 1 U U S4VEMYesChromium 2.0

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 U U S4VEMYesCopper 2.0

ug/L 1 U U S4VEMYesIron 200

ug/L 1 J U S4VEMYesLead 1.0

ug/L 1 U U S4VEMYesMagnesium 500

ug/L 1 U U S4VEMYesManganese 1.0

ug/L 1 J J S4VEMYesNickel -0.12

ug/L 1 U U S4VEMYesPotassium 500

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 J J S4VEMYesSodium -14

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 U U S4VEMYesVanadium 5.0

ug/L 1 U U S4VEMYesZinc 2.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

PBW04

MC0EG0

03/06/2014

44195 CHEM

17:24:53

 Page 24 16:11 Thu, Apr 10, 2014



 Page 25 16:11 Thu, Apr 10, 2014



Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 S4VEMYesAluminum 44.4

ug/L 1 S4VEMYesAntimony 4.2

ug/L 1 S4VEMYesArsenic 2.3

ug/L 1 S4VEMYesBarium 20.7

ug/L 1 S4VEMYesBeryllium 2.0

ug/L 1 S4VEMYesCadmium 2.2

ug/L 1 S4VEMYesCalcium 1050

ug/L 1 S4VEMYesChromium 4.3

ug/L 1 S4VEMYesCobalt 2.2

ug/L 1 S4VEMYesCopper 4.2

ug/L 1 S4VEMYesIron 438

ug/L 1 S4VEMYesLead 2.3

ug/L 1 S4VEMYesManganese 2.3

ug/L 1 S4VEMYesNickel 2.2

ug/L 1 S4VEMYesSelenium 10.9

ug/L 1 S4VEMYesSilver 2.1

ug/L 1 S4VEMYesThallium 2.6

ug/L 1 S4VEMYesVanadium 10.4

ug/L 1 S4VEMYesZinc 5.0

ug/L 1 S4VEMYesPotassium 1070

ug/L 1 S4VEMYesSodium 978

ug/L 1 S4VEMYesMagnesium 1090

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

LCS

MC0EL4

03/07/2014

44195 CHEM

23:30:43

 Page 1 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 10.1

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.3

ug/L 1 S4VEMYesBarium 427

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 67200

ug/L 1 S4VEMYesChromium 3.0

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 16.9

ug/L 1 S4VEMYesIron 374

ug/L 1 S4VEMYesLead 1.8

ug/L 1 S4VEMYesMagnesium 11400

ug/L 1 * J S4VEMYesManganese 3.0

ug/L 1 E J S4VEMYesNickel 2.6

ug/L 1 E J S4VEMYesPotassium 584

ug/L 1 J J S4VEMYesSelenium 0.85

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 16700

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 7.1

ug/L 1 * J S4VEMYesZinc 9.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EL4

13-raw 2

MC0EL4

03/04/2014

44195 CHEM

08:00:00

 Page 2 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 5.6

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.1

ug/L 1 S4VEMYesBarium 422

ug/L 1 U U S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 66900

ug/L 1 S4VEMYesChromium 3.9

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 16.3

ug/L 1 S4VEMYesIron 359

ug/L 1 S4VEMYesLead 1.4

ug/L 1 S4VEMYesMagnesium 11300

ug/L 1 S4VEMYesManganese 1.2

ug/L 1 S4VEMYesNickel 1.9

ug/L 1 S4VEMYesPotassium 534

ug/L 1 J J S4VEMYesSelenium 1.4

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 16500

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 6.7

ug/L 1 S4VEMYesZinc 6.1

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EL4D

F1560-02 2

MC0EL4

03/04/2014

44195 CHEM

08:00:00

 Page 3 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 S4VEMYesAntimony 93.3

ug/L 1 S4VEMYesArsenic 40.4

ug/L 1 S4VEMYesBarium 2250

ug/L 1 S4VEMYesBeryllium 47.9

ug/L 1 S4VEMYesCadmium 49.1

ug/L 1 S4VEMYesChromium 191

ug/L 1 S4VEMYesCobalt 470

ug/L 1 S4VEMYesCopper 253

ug/L 1 S4VEMYesLead 20.2

ug/L 1 S4VEMYesManganese 474

ug/L 1 S4VEMYesNickel 480

ug/L 1 S4VEMYesSelenium 100

ug/L 1 S4VEMYesSilver 48.2

ug/L 1 S4VEMYesThallium 45.9

ug/L 1 S4VEMYesVanadium 466

ug/L 1 S4VEMYesZinc 496

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EL4S

F1560-03 2

MC0EL4

03/04/2014

44195 CHEM

08:00:00

 Page 4 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 S4VEMYesAluminum 39.5

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.1

ug/L 1 S4VEMYesBarium 903

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 92100

ug/L 1 S4VEMYesChromium 2.0

ug/L 1 J J S4VEMYesCobalt 0.44

ug/L 1 S4VEMYesCopper 105

ug/L 1 S4VEMYesIron 1710

ug/L 1 S4VEMYesLead 9.8

ug/L 1 S4VEMYesMagnesium 22800

ug/L 1 * J S4VEMYesManganese 208

ug/L 1 E J S4VEMYesNickel 3.0

ug/L 1 E J S4VEMYesPotassium 951

ug/L 1 J J S4VEMYesSelenium 1.7

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 15700

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 13.2

ug/L 1 * J S4VEMYesZinc 20.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EL7

05-raw 2

MC0EL4

03/04/2014

44195 CHEM

08:15:00

 Page 5 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 17.6

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 3.1

ug/L 1 S4VEMYesBarium 432

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 52300

ug/L 1 S4VEMYesChromium 3.2

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 50.0

ug/L 1 S4VEMYesIron 2470

ug/L 1 S4VEMYesLead 12.9

ug/L 1 S4VEMYesMagnesium 11300

ug/L 1 * J S4VEMYesManganese 15.6

ug/L 1 E J S4VEMYesNickel 2.0

ug/L 1 E J S4VEMYesPotassium 518

ug/L 1 J J- S4VEMYesSelenium 0.67

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 12900

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 11.2

ug/L 1 * J S4VEMYesZinc 32.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EN4

01-raw 2

MC0EL4

03/05/2014

44195 CHEM

11:15:00

 Page 6 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 3.5

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.4

ug/L 1 S4VEMYesBarium 149

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 33900

ug/L 1 J J S4VEMYesChromium 1.1

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 37.5

ug/L 1 J U S4VEMYesIron 200

ug/L 1 S4VEMYesLead 4.5

ug/L 1 S4VEMYesMagnesium 8260

ug/L 1 * J S4VEMYesManganese 2.6

ug/L 1 E J S4VEMYesNickel 1.3

ug/L 1 E J S4VEMYesPotassium 617

ug/L 1 J J- S4VEMYesSelenium 0.25

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 8670

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 8.7

ug/L 1 * J S4VEMYesZinc 16.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EN6

31-raw 2

MC0EL4

03/05/2014

44195 CHEM

08:00:00

 Page 7 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 5.7

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.3

ug/L 1 S4VEMYesBarium 260

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 38400

ug/L 1 J J S4VEMYesChromium 1.8

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 172

ug/L 1 S4VEMYesIron 797

ug/L 1 S4VEMYesLead 41.2

ug/L 1 S4VEMYesMagnesium 13400

ug/L 1 * J S4VEMYesManganese 1.9

ug/L 1 E J S4VEMYesNickel 2.1

ug/L 1 E J S4VEMYesPotassium 691

ug/L 1 J J- S4VEMYesSelenium 0.64

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 9920

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 8.3

ug/L 1 * J S4VEMYesZinc 57.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EN8

35-raw 2

MC0EL4

03/05/2014

44195 CHEM

08:15:00

 Page 8 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 9.3

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 J J S4VEMYesArsenic 0.47

ug/L 1 S4VEMYesBarium 70.5

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 16100

ug/L 1 S4VEMYesChromium 6.5

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 65.0

ug/L 1 J U S4VEMYesIron 200

ug/L 1 S4VEMYesLead 1.9

ug/L 1 S4VEMYesMagnesium 3610

ug/L 1 * J S4VEMYesManganese 1.8

ug/L 1 E J S4VEMYesNickel 5.6

ug/L 1 E J S4VEMYesPotassium 539

ug/L 1 J J- S4VEMYesSelenium 0.27

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 5360

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 J J S4VEMYesVanadium 2.8

ug/L 1 * J S4VEMYesZinc 37.4

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EP1

37-raw 2

MC0EL4

03/05/2014

44195 CHEM

08:30:00

 Page 9 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 6.2

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 J J S4VEMYesArsenic 0.40

ug/L 1 S4VEMYesBarium 74.3

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 11700

ug/L 1 S4VEMYesChromium 5.7

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 942

ug/L 1 J U S4VEMYesIron 200

ug/L 1 S4VEMYesLead 7.3

ug/L 1 S4VEMYesMagnesium 3850

ug/L 1 * J S4VEMYesManganese 1.4

ug/L 1 E J S4VEMYesNickel 4.2

ug/L 1 E J S4VEMYesPotassium 1250

ug/L 1 J J- S4VEMYesSelenium 0.20

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 5290

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 J J S4VEMYesVanadium 1.2

ug/L 1 * J S4VEMYesZinc 93.2

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EP2

16-raw 2

MC0EL4

03/05/2014

44195 CHEM

08:45:00

 Page 10 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 9.2

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 2.8

ug/L 1 S4VEMYesBarium 137

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 42600

ug/L 1 S4VEMYesChromium 4.0

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 58.6

ug/L 1 S4VEMYesIron 939

ug/L 1 S4VEMYesLead 27.9

ug/L 1 S4VEMYesMagnesium 13200

ug/L 1 * J S4VEMYesManganese 2.9

ug/L 1 E J S4VEMYesNickel 2.0

ug/L 1 E J S4VEMYesPotassium 626

ug/L 1 J J- S4VEMYesSelenium 0.40

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 13700

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 22.2

ug/L 1 * J S4VEMYesZinc 524

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EP4

28-raw 2

MC0EL4

03/05/2014

44195 CHEM

09:00:00

 Page 11 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 2.4

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.4

ug/L 1 S4VEMYesBarium 330

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 51900

ug/L 1 J J S4VEMYesChromium 1.3

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 11.9

ug/L 1 S4VEMYesIron 265

ug/L 1 S4VEMYesLead 5.2

ug/L 1 S4VEMYesMagnesium 9900

ug/L 1 * J S4VEMYesManganese 1.3

ug/L 1 E J S4VEMYesNickel 1.0

ug/L 1 JE J S4VEMYesPotassium 437

ug/L 1 J J- S4VEMYesSelenium 0.39

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 13700

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 6.8

ug/L 1 * J S4VEMYesZinc 13.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EP6

32-raw 2

MC0EL4

03/05/2014

44195 CHEM

11:00:00

 Page 12 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 2.7

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.3

ug/L 1 S4VEMYesBarium 175

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 38700

ug/L 1 S4VEMYesChromium 2.2

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 2.1

ug/L 1 S4VEMYesIron 209

ug/L 1 S4VEMYesLead 1.1

ug/L 1 S4VEMYesMagnesium 11500

ug/L 1 * J S4VEMYesManganese 1.1

ug/L 1 E J S4VEMYesNickel 2.6

ug/L 1 JE J S4VEMYesPotassium 483

ug/L 1 J J- S4VEMYesSelenium 0.41

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 10200

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 13.1

ug/L 1 * J S4VEMYesZinc 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EP8

30-raw 2

MC0EL4

03/05/2014

44195 CHEM

09:15:00

 Page 13 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 10.9

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.3

ug/L 1 S4VEMYesBarium 217

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 48100

ug/L 1 S4VEMYesChromium 4.9

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 31.7

ug/L 1 S4VEMYesIron 1230

ug/L 1 S4VEMYesLead 3.1

ug/L 1 S4VEMYesMagnesium 10200

ug/L 1 * J S4VEMYesManganese 7.7

ug/L 1 E J S4VEMYesNickel 9.0

ug/L 1 E J S4VEMYesPotassium 599

ug/L 1 J J- S4VEMYesSelenium 0.38

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 10300

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 9.6

ug/L 1 * J S4VEMYesZinc 55.1

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EQ0

29-raw 2

MC0EL4

03/05/2014

44195 CHEM

09:30:00

 Page 14 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 9.4

ug/L 1 J U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.8

ug/L 1 S4VEMYesBarium 353

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 J U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 39100

ug/L 1 S4VEMYesChromium 4.1

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 31.4

ug/L 1 S4VEMYesIron 214

ug/L 1 S4VEMYesLead 4.4

ug/L 1 S4VEMYesMagnesium 9210

ug/L 1 * J S4VEMYesManganese 20.5

ug/L 1 E J S4VEMYesNickel 3.7

ug/L 1 JE J S4VEMYesPotassium 492

ug/L 1 J J S4VEMYesSelenium 0.86

ug/L 1 J U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 10700

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 10.0

ug/L 1 * J S4VEMYesZinc 125

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EQ3

27-raw 2

MC0EL4

03/05/2014

44195 CHEM

10:45:00

 Page 15 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 9.8

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 J J S4VEMYesArsenic 0.26

ug/L 1 S4VEMYesBarium 61.0

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 U U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 12400

ug/L 1 S4VEMYesChromium 3.1

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 13.6

ug/L 1 J U S4VEMYesIron 200

ug/L 1 J U S4VEMYesLead 1.0

ug/L 1 S4VEMYesMagnesium 3360

ug/L 1 * J S4VEMYesManganese 28.6

ug/L 1 E J S4VEMYesNickel 5.0

ug/L 1 E J S4VEMYesPotassium 692

ug/L 1 U UJ S4VEMYesSelenium 5.0

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 5110

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 J J S4VEMYesVanadium 3.1

ug/L 1 * J S4VEMYesZinc 17.3

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EQ5

21-raw 2

MC0EL4

03/05/2014

44195 CHEM

09:45:00

 Page 16 15:03 Tue, Apr 8, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 8.2

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.5

ug/L 1 S4VEMYesBarium 211

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 U U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 39300

ug/L 1 S4VEMYesChromium 5.3

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 8.3

ug/L 1 S4VEMYesIron 252

ug/L 1 J U S4VEMYesLead 1.0

ug/L 1 S4VEMYesMagnesium 9230

ug/L 1 * J S4VEMYesManganese 18.9

ug/L 1 E J S4VEMYesNickel 3.9

ug/L 1 E J S4VEMYesPotassium 642

ug/L 1 U UJ S4VEMYesSelenium 5.0

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 8800

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 9.1

ug/L 1 * J S4VEMYesZinc 9.2

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EQ7

26-raw 2

MC0EL4

03/05/2014

44195 CHEM

10:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 U U S4VEMYesAluminum 20.0

ug/L 2 JD U S4VEMYesAntimony 4.0

ug/L 1 U U S4VEMYesArsenic 1.0

ug/L 2 JD J S4VEMYesBarium 11.9

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 2 UD U S4VEMYesCadmium 2.0

ug/L 1 U U S4VEMYesCalcium 500

ug/L 1 U U S4VEMYesChromium 2.0

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 U U S4VEMYesCopper 2.0

ug/L 1 U U S4VEMYesIron 200

ug/L 2 D S4VEMYesLead 144

ug/L 1 U U S4VEMYesMagnesium 500

ug/L 1 U* UJ S4VEMYesManganese 1.0

ug/L 1 UE UJ S4VEMYesNickel 1.0

ug/L 1 UE UJ S4VEMYesPotassium 500

ug/L 1 U UJ S4VEMYesSelenium 5.0

ug/L 2 JD J S4VEMYesSilver 0.18

ug/L 1 U UJ S4VEMYesSodium 500

ug/L 2 JD U S4VEMYesThallium 2.0

ug/L 1 U U S4VEMYesVanadium 5.0

ug/L 1 U* UJ S4VEMYesZinc 2.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0EQ9

22-raw 2

MC0EL4

03/05/2014

44195 CHEM

10:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum 8.2

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 S4VEMYesArsenic 1.4

ug/L 1 S4VEMYesBarium 212

ug/L 1 U UJ S4VEMYesBeryllium 1.0

ug/L 1 U U S4VEMYesCadmium 1.0

ug/L 1 S4VEMYesCalcium 47200

ug/L 1 J J S4VEMYesChromium 1.6

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 S4VEMYesCopper 17.9

ug/L 1 S4VEMYesIron 427

ug/L 1 J U S4VEMYesLead 1.0

ug/L 1 S4VEMYesMagnesium 9930

ug/L 1 * J S4VEMYesManganese 13.9

ug/L 1 E J S4VEMYesNickel 1.3

ug/L 1 E J S4VEMYesPotassium 557

ug/L 1 U UJ S4VEMYesSelenium 5.0

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 S4VEMYesSodium 10100

ug/L 1 U U S4VEMYesThallium 1.0

ug/L 1 S4VEMYesVanadium 8.1

ug/L 1 * J S4VEMYesZinc 6.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

MC0ER1

Dup8 2

MC0EL4

03/05/2014

44195 CHEM

09:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1 J J S4VEMYesAluminum -0.47

ug/L 1 U U S4VEMYesAntimony 2.0

ug/L 1 U U S4VEMYesArsenic 1.0

ug/L 1 U U S4VEMYesBarium 10.0

ug/L 1 J J S4VEMYesBeryllium -0.10

ug/L 1 U U S4VEMYesCadmium 1.0

ug/L 1 U U S4VEMYesCalcium 500

ug/L 1 U U S4VEMYesChromium 2.0

ug/L 1 U U S4VEMYesCobalt 1.0

ug/L 1 J J S4VEMYesCopper -0.20

ug/L 1 J U S4VEMYesIron 200

ug/L 1 U U S4VEMYesLead 1.0

ug/L 1 U U S4VEMYesMagnesium 500

ug/L 1 U U S4VEMYesManganese 1.0

ug/L 1 J J S4VEMYesNickel -0.13

ug/L 1 J J S4VEMYesPotassium -14

ug/L 1 U U S4VEMYesSelenium 5.0

ug/L 1 U U S4VEMYesSilver 1.0

ug/L 1 J J S4VEMYesSodium -93

ug/L 1 J U S4VEMYesThallium 1.0

ug/L 1 U U S4VEMYesVanadium 5.0

ug/L 1 U U S4VEMYesZinc 2.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTICP_MS

EPW09038

PBW04

MC0EL4

03/07/2014

44195 CHEM

23:23:06
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ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

Date:    April 10, 2014 

 

To:  Brandon McDonald 

  ESAT Region 3 Project Officer 

 

From:  

  Data Reviewer  

 

  

  Oversight Chemist 

 

Subject:  Inorganic Data Validation (S4VEM) 

  Site:  Hidden Lane Landfill 

  Case:  44195  SDG: MC0EG0 

   

Overview 

 

Case 44195, Sample Delivery Group (SDG) MC0EG0, consisted of twenty (20) aqueous samples 

analyzed for total metals by ICP-MS.  Analyses were performed by ChemTech Consulting Group 

(CHEM) according to Contract Laboratory Program (CLP) Statement of Work (SOW) ISM01.3 

through the Routine Analytical Services (RAS) program.   

 

Summary 

 

Data were validated according to inorganic National Functional Guidelines, utilizing 

Environmental Data Exchange and Evaluation System (EXES) and is assigned the Superfund 

Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  The following 

validation narrative is an evaluation of laboratory reported data for the purpose of usability. 

 

Minor Problems 

 

Relative Percent Differences (RPDs) in the laboratory duplicate analysis were outside control 

limits [20 RPD, + Contract required Quantitation Limits (CRQLs)] for lead (Pb), nickel (Ni) and 

zinc (Zn).  Positive results for these analytes are estimated and have been qualified “J”. 

 

Percent difference (%D) in the ICP serial dilution analysis were outside the control limit (>10%) 

for Ni.  Positive results for this analyte are estimated due to possible physical or chemical 

interferences in the sample matrix and have been qualified “J” 

. 
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Laboratory instrumentation reported negative values for iron (Fe) and potassium (K) greater than 

absolute values of the Method Detection Limits (MDLs) in blank analyses.  Positive results 

reported for these analytes in samples MC0EH7 and MC0EJ6 less than two times (<2X) the 

absolute values of the blank concentrations may be biased low and have been qualified “J-”. 

 

Notes 

 

Analytes detected below CRQLs not attributed to blank contamination are qualified “J”. 

 

Positive results reported for antimony (Sb), copper (Cu), manganese (Mn), Ni and thallium (Tl) 

which were detected at or below CRQLs in field samples which are attributed to blank 

contamination have been reported at CRQLs and qualified “U” due to presence of these analytes 

in associated laboratory blank analyses. 

 

Laboratory instrumentation reported negative values for aluminum (Al), chromium (Cr), copper 

(Cu), Fe, Ni, K, sodium (Na) and vanadium (V) greater than absolute values of the MDLs in 

blank analyses.  Positive results reported for these analytes were significantly greater than the 

absolute values of the blank concentrations; therefore, no data were qualified based on these 

outliers. 

 

Field samples MC0EG2, MC0EH1 an MC0EH3 were received by the laboratory with a pH 

greater than two (>2).  Samples must be preserved to pH of less than two (<2) for metals.  The 

laboratory adjusted the pH of these samples prior to digestion.  No action was taken by the 

reviewer based on these findings. 

 

Based on memo-to-file, samples in this SDG are not drinking water samples.  No action was 

taken by the reviewer based on this finding. 
 

Glossary of Data Qualifier Codes (INORGANIC) 

  
U The analyte was analyzed for, but was not detected above the level of the reported sample quantitation limit.  

 

J The result is an estimated quantity. The associated numerical value is the approximate concentration of the analyte in 

the sample.  

 

B The result is presumed a blank contaminant. This qualifier is used only for drinking water samples. 

 

J+ The result is an estimated quantity, but the result may be biased high.  

 

J- The result is an estimated quantity, but the result may be biased low.  

 

R The data are unusable. The sample results are rejected due to serious deficiencies in meeting Quality Control (QC) 

criteria. The analyte may or may not be present in the sample.  

 

UJ The analyte was analyzed for, but was not detected. The reported quantitation limit is approximate and may be 

inaccurate or imprecise.  

 

 

DCN: R3ESAT-2014-V121 

 



 

ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

Date:    April 10, 2014 

 

To:  Brandon McDonald 

  ESAT Region 3 Project Officer 

 

From:  

  Data Reviewer  

 

  

  Oversight Chemist 

 

Subject:  Inorganic Data Validation (S4VEM) 

  Site:  Hidden Lane Landfill 

  Case:  44195  SDG: MC0EL4 

   

Overview 

 

Case 44195, Sample Delivery Group (SDG) MC0EL4, consisted of sixteen (16) aqueous samples 

including one (1) field duplicate pair analyzed for total metals by ICP-MS. Analyses were 

performed by ChemTech Consulting Group (CHEM) according to Contract Laboratory Program 

(CLP) Statement of Work (SOW) ISM01.3 through the Routine Analytical Services (RAS) 

program.   

 

Summary 

 

Data were validated according to inorganic National Functional Guidelines, utilizing 

Environmental Data Exchange and Evaluation System (EXES) and is assigned the Superfund 

Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  The following 

validation narrative is an evaluation of laboratory reported data for the purpose of usability. 

 

Minor Problems 

 

Relative Percent Differences (RPDs) in the laboratory duplicate analysis were outside control 

limits [20 RPD, + Contract required Quantitation Limits (CRQLs)] for manganese (Mn) and zinc 

(Zn).  Positive results and quantitation limits for these analytes are estimated and have been 

qualified “J” and “UJ”, respectively. 

 

Percent differences (%Ds) in the ICP serial dilution analysis were outside the control limit 

(>10%) for nickel (Ni) and potassium (K).  Positive results and quantitation limits for these 

analytes are estimated due to possible physical or chemical interferences in the sample matrix 

and have been qualified “J” and “UJ”, respectively. 
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Laboratory instrumentation reported negative values for beryllium (Be), sodium (Na) and 

selenium (Se) greater than absolute values of the Method Detection Limits (MDLs) in blank 

analyses.  Positive results reported for Se in associated samples less than two times (<2X) the 

absolute values of the blank concentrations may be biased low and have been qualified “J-”.  

Quantitation limits for these analytes in associated samples are estimated and have been qualified 

“UJ”. 

 

Notes 

 

Analytes detected below CRQLs not attributed to blank contamination are qualified “J”. 

 

Positive results reported for antimony (Sb), cadmium (Cd), iron (Fe), lead (Pb), silver (Ag) and 

thallium (Tl) which were detected below CRQLs in field samples are attributed to blank 

contamination and have been reported at CRQLs and qualified “U” due to presence of these 

analytes in associated laboratory and field blank analyses. 

 

Laboratory instrumentation reported negative values for aluminum (Al), arsenic (As), copper 

(Cu), Ni and K greater than absolute values of the MDLs in blank analyses.  Positive results 

reported for these analytes were significantly greater than the absolute values of the blank 

concentrations; therefore, no data were qualified based on these outliers. 

 

Results reported for field duplicate pair MC0EQ0/MC0ER1 were within 20 RPD, + CRQL for 

all analytes except chromium (Cr), copper (Cu), Fe, Pb, Mn, Ni and Zn.  No data were qualified 

based on these findings. 

 

Based on memo-to-file, samples in this SDG are not drinking water samples.  No action was 

taken by the reviewer based on this finding. 
 

Glossary of Data Qualifier Codes (INORGANIC) 

  
U The analyte was analyzed for, but was not detected above the level of the reported sample quantitation limit.  

 

J The result is an estimated quantity. The associated numerical value is the approximate concentration of the analyte in 

the sample.  

 

B The result is presumed a blank contaminant. This qualifier is used only for drinking water samples. 

 

J+ The result is an estimated quantity, but the result may be biased high.  

 

J- The result is an estimated quantity, but the result may be biased low.  

 

R The data are unusable. The sample results are rejected due to serious deficiencies in meeting Quality Control (QC) 

criteria. The analyte may or may not be present in the sample.  

 

UJ The analyte was analyzed for, but was not detected. The reported quantitation limit is approximate and may be 

inaccurate or imprecise.  

 

 

DCN: R3ESAT-2014-V132 





































































































































































































































































































































































































































































Sample Summary Report

Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Acetone Target 14 J ug/L 14 1.0 No S4VEM

Carbon disulfide Target 0.11 J ug/L 0.11 J 1.0 No S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 No S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Chloroform Target 0.17 UJ ug/L 0.17 J 1.0 No S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Trichloroethene Target 0.80 J ug/L 0.80 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER3

23-raw 2

C0ER3

06/09/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
1,2-

Dichloropropane
Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

cis-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 No S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 No S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 29 J ug/L 29 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.23 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.64 J ug/L 0.64 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER3RE

23-raw 2

C0ER3

06/09/2014

44414 SHEALY

08:00:00

 Page 3 15:12 Mon, Jul 7, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclotrisiloxane,
hexamethyl-

TIC 0.62 NJ ug/L 0.62 NJ 1.0 Yes NV

Cyclotetrasiloxa
ne, octamethyl-

TIC 0.94 NJ ug/L 0.94 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.25 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.44 J ug/L 0.44 J 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER4

23-mid 2

C0ER3

06/09/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.16 J ug/L 0.16 J 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 1.6 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.12 J ug/L 0.12 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.087 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 6.3 J ug/L 6.3 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER5

07-raw 2

C0ER3

06/09/2014

44414 SHEALY

08:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.076 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethyl Acetate TIC 1.3 NJ ug/L 1.3 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 1.5 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.15 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER6

07-mid 2

C0ER3

06/09/2014

44414 SHEALY

08:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclotetrasiloxa
ne, octamethyl-

TIC 0.68 NJ ug/L 0.68 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.13 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.54 J ug/L 0.54 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER7

20-raw 2

C0ER3

06/09/2014

44414 SHEALY

08:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclotetrasiloxa
ne, octamethyl-

TIC 0.73 NJ ug/L 0.73 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER8

20-mid 2

C0ER3

06/09/2014

44414 SHEALY

08:30:00

 Page 13 15:12 Mon, Jul 7, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethyl Acetate TIC 0.88 NJ ug/L 0.88 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.12 J ug/L 0.12 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.17 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 6.2 J ug/L 6.2 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ER9

14-raw 2

C0ER3

06/09/2014

44414 SHEALY

08:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 1.6 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.19 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 4.0 J ug/L 4.0 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES0

14-mid 2

C0ER3

06/09/2014

44414 SHEALY

08:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclotetrasiloxa
ne, octamethyl-

TIC 0.66 NJ ug/L 0.66 NJ 1.0 Yes NV

Cyclotrisiloxane,
hexamethyl-

TIC 0.60 NJ ug/L 0.60 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES1

15-raw 2

C0ER3

06/09/2014

44414 SHEALY

09:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclotetrasiloxa
ne, octamethyl-

TIC 0.75 NJ ug/L 0.75 NJ 1.0 Yes NV

Cyclotrisiloxane,
hexamethyl-

TIC 0.60 NJ ug/L 0.60 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.096 J ug/L 0.096 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.089 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES2

15-mid 2

C0ER3

06/09/2014

44414 SHEALY

09:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethyl Acetate TIC 0.69 NJ ug/L 0.69 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.077 J ug/L 0.077 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.070 J ug/L 0.070 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.091 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES3

Dup1 2

C0ER3

06/09/2014

44414 SHEALY

09:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethyl Acetate TIC 0.83 NJ ug/L 0.83 NJ 1.0 Yes NV

Cyclotetrasiloxa
ne, octamethyl-

TIC 0.63 NJ ug/L 0.63 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 3.7 J ug/L 3.7 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.075 J ug/L 0.075 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 1.2 J ug/L 1.2 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 1.0 J ug/L 1.0 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 59 J ug/L 59 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES4

09-raw 2

C0ER3

06/09/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Chloromethane Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Vinyl chloride Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Bromomethane Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Chloroethane Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Trichlorofluorom
ethane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethene

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Acetone Target 50 UJ ug/L 50 U 10.0 No S4VEM

Carbon disulfide Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Methyl acetate Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Methylene
chloride

Target 5.0 UJ ug/L 1.9 J DB 10.0 No S4VEM

trans-1,2-
Dichloroethene

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Methyl tert-
Butyl Ether

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

cis-1,2-
Dichloroethene

Target 1.5 J ug/L 1.5 J D 10.0 No S4VEM

2-Butanone Target 50 UJ ug/L 50 U 10.0 No S4VEM

Bromochloromet
hane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Chloroform Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,1,1-
Trichloroethane

Target 1.2 J ug/L 1.2 J D 10.0 No S4VEM

Cyclohexane Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Carbon
tetrachloride

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Benzene Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloroethane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Trichloroethene Target 47 J ug/L 47 D 10.0 Yes S4VEM

Methylcyclohexa
ne

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloropropane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Bromodichlorom
ethane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES4DL

09-raw 2

C0ER3

06/09/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

4-Methyl-2-
pentanone

Target 50 UJ ug/L 50 U 10.0 No S4VEM

Toluene Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

trans-1,3-
Dichloropropene

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,1,2-
Trichloroethane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Tetrachloroethen
e

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

2-Hexanone Target 50 UJ ug/L 50 U 10.0 No S4VEM

Dibromochlorom
ethane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,2-
Dibromoethane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Chlorobenzene Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Ethylbenzene Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

o-Xylene Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

m,p-Xylene Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Styrene Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Bromoform Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Isopropylbenzen
e

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,3-
Dichlorobenzene

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,4-
Dichlorobenzene

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichlorobenzene

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 5.0 UJ ug/L 5.0 U 10.0 No S4VEM

Cyclotrisiloxane,
hexamethyl-

TIC 6.9 NJ ug/L 6.9 NJ D 10.0 No NV

Cyclotetrasiloxa
ne, octamethyl-

TIC 7.6 NJ ug/L 7.6 NJ D 10.0 No NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.8 J ug/L 2.8 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 1.2 J ug/L 1.2 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.13 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.89 J ug/L 0.89 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 3.9 J ug/L 3.9 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES5

09-mid 2

C0ER3

06/09/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.078 J ug/L 0.078 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.094 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 2.9 J ug/L 2.9 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES6

33-raw 2

C0ER3

06/09/2014

44414 SHEALY

09:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES7

33-mid 2

C0ER3

06/09/2014

44414 SHEALY

09:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclotetrasiloxa
ne, octamethyl-

TIC 0.52 NJ ug/L 0.52 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.52 J ug/L 0.52 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 3.4 J ug/L 3.4 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES8

19-raw 2

C0ER3

06/09/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.34 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 3.0 J ug/L 3.0 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ES9

Dup2 2

C0ER3

06/09/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 18 J ug/L 18 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 1.5 J ug/L 1.5 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ET1

25-raw 2

C0ER3

06/09/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ET2

25-mid 2

C0ER3

06/09/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 4.6 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 1.9 J ug/L 1.9 J 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.091 J ug/L 0.091 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ET3

TripBlank 2

C0ER3

06/09/2014

44414 SHEALY

07:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.23 J ug/L 0.23 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKWU

PQ48742-001

C0ER3

06/11/2014

44414 SHEALY

13:43:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.17 J ug/L 0.17 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKXS

PQ48860-001

C0ER3

06/12/2014

44414 SHEALY

14:04:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKZD

PQ49361-001

C0ER3

06/18/2014

44414 SHEALY

17:19:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 1.9 J ug/L 1.9 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 5.0 U ug/L 0.17 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VHBLK01

PF11007-021

C0ER3

06/18/2014

44414 SHEALY

22:29:00

 Page 51 15:12 Mon, Jul 7, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Sample Summary Report

Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Acetone Target 5.0 U ug/L 1.4 JB 1.0 No S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1-
Dichloroethane

Target 0.11 J ug/L 0.11 J 1.0 No S4VEM

cis-1,2-
Dichloroethene

Target 0.18 J ug/L 0.18 J 1.0 No S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 No S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Chloroform Target 0.089 J ug/L 0.089 J 1.0 No S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Trichloroethene Target 8.1 J ug/L 8.1 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F13

13-raw 2

C0F13

06/18/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
1,2-

Dichloropropane
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

cis-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 No S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 No S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.5 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.11 J ug/L 0.11 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.22 J ug/L 0.22 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.096 J ug/L 0.096 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 8.4 ug/L 8.4 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F13RE

13-raw 2

C0F13

06/18/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.11 J ug/L 0.11 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.27 J ug/L 0.27 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 1.6 ug/L 1.6 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F14

13-mid 2

C0F13

06/18/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.27 J ug/L 0.27 J 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.42 J ug/L 0.42 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 60 ug/L 60 B 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.17 J ug/L 0.17 J 1.0 Yes S4VEM

2-Butanone Target 36 ug/L 36 B 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 5.9 ug/L 5.9 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F15

05-raw 2

C0F13

06/18/2014

44414 SHEALY

08:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrahydrofuran TIC 27 NJ ug/L 27 NJ 1.0 Yes NV

Cyclohexanone TIC 2.2 NJ ug/L 2.2 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 1.2 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 2.2 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.31 J ug/L 0.31 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.19 J ug/L 0.19 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.29 J ug/L 0.29 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 5.3 ug/L 5.3 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F16

05-mid 2

C0F13

06/18/2014

44414 SHEALY

08:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.5 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F17

Dup6 2

C0F13

06/18/2014

44414 SHEALY

08:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.22 J ug/L 0.22 J 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.074 J ug/L 0.074 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 7.6 ug/L 7.6 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F18

03-raw 2

C0F13

06/18/2014

44414 SHEALY

08:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.9 J ug/L 2.9 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.68 J ug/L 0.68 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.43 J ug/L 0.43 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 41 ug/L 41 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F19

08-raw 2

C0F13

06/18/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.19 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.074 J ug/L 0.074 J 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloromethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Vinyl chloride Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromomethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichlorofluorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Acetone Target 50 U ug/L 15 J DB 10.0 No S4VEM

Carbon disulfide Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl acetate Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methylene
chloride

Target 5.0 U ug/L 1.3 J DB 10.0 No S4VEM

trans-1,2-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl tert-
Butyl Ether

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

cis-1,2-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

2-Butanone Target 50 U ug/L 50 U 10.0 No S4VEM

Bromochloromet
hane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,1-
Trichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Cyclohexane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Carbon
tetrachloride

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Benzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichloroethene Target 35 ug/L 35 D 10.0 Yes S4VEM

Methylcyclohexa
ne

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromodichlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F19DL

08-raw 2

C0F13

06/18/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

4-Methyl-2-
pentanone

Target 50 U ug/L 50 U 10.0 No S4VEM

Toluene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

trans-1,3-
Dichloropropene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-
Trichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Tetrachloroethen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

2-Hexanone Target 50 U ug/L 50 U 10.0 No S4VEM

Dibromochlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dibromoethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chlorobenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Ethylbenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

o-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

m,p-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Styrene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromoform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Isopropylbenzen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,3-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,4-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 5.5 J ug/L 5.5 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.3 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.082 J ug/L 0.082 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.86 J ug/L 0.86 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.94 ug/L 0.94 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F20

08-mid 2

C0F13

06/18/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.18 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.073 J ug/L 0.073 J 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 6.4 B 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.59 ug/L 0.59 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.094 J ug/L 0.094 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.26 J ug/L 0.26 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 15 ug/L 15 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F21

32-raw 2

C0F13

06/18/2014

44414 SHEALY

09:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.7 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.072 J ug/L 0.072 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F22

32-mid 2

C0F13

06/18/2014

44414 SHEALY

09:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 7.9 J ug/L 7.9 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.26 J ug/L 0.26 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 2.5 J ug/L 2.5 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.19 J ug/L 0.19 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 2.4 ug/L 2.4 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 120 ug/L 120 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F23

12-raw 2

C0F13

06/18/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.12 J ug/L 0.12 J 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 10 UJ ug/L 10 U 20.0 No S4VEM

Chloromethane Target 10 UJ ug/L 10 U 20.0 No S4VEM

Vinyl chloride Target 10 U ug/L 10 U 20.0 No S4VEM

Bromomethane Target 10 UJ ug/L 10 U 20.0 No S4VEM

Chloroethane Target 10 UJ ug/L 10 U 20.0 No S4VEM

Trichlorofluorom
ethane

Target 10 U ug/L 10 U 20.0 No S4VEM

1,1-
Dichloroethene

Target 10 U ug/L 10 U 20.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 10 U ug/L 10 U 20.0 No S4VEM

Acetone Target 100 U ug/L 100 U 20.0 No S4VEM

Carbon disulfide Target 10 UJ ug/L 10 U 20.0 No S4VEM

Methyl acetate Target 10 U ug/L 10 U 20.0 No S4VEM

Methylene
chloride

Target 10 U ug/L 2.5 J DB 20.0 No S4VEM

trans-1,2-
Dichloroethene

Target 10 U ug/L 10 U 20.0 No S4VEM

Methyl tert-
Butyl Ether

Target 10 U ug/L 10 U 20.0 No S4VEM

1,1-
Dichloroethane

Target 10 U ug/L 10 U 20.0 No S4VEM

cis-1,2-
Dichloroethene

Target 2.4 J ug/L 2.4 J D 20.0 No S4VEM

2-Butanone Target 100 U ug/L 100 U 20.0 No S4VEM

Bromochloromet
hane

Target 10 U ug/L 10 U 20.0 No S4VEM

Chloroform Target 10 U ug/L 10 U 20.0 No S4VEM

1,1,1-
Trichloroethane

Target 2.0 J ug/L 2.0 J D 20.0 No S4VEM

Cyclohexane Target 10 U ug/L 10 U 20.0 No S4VEM

Carbon
tetrachloride

Target 10 U ug/L 10 U 20.0 No S4VEM

Benzene Target 10 U ug/L 10 U 20.0 No S4VEM

1,2-
Dichloroethane

Target 10 U ug/L 10 U 20.0 No S4VEM

Trichloroethene Target 110 ug/L 110 D 20.0 Yes S4VEM

Methylcyclohexa
ne

Target 10 U ug/L 10 U 20.0 No S4VEM

1,2-
Dichloropropane

Target 10 U ug/L 10 U 20.0 No S4VEM

Bromodichlorom
ethane

Target 10 U ug/L 10 U 20.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F23DL

12-raw 2

C0F13

06/18/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 10 U ug/L 10 U 20.0 No S4VEM

4-Methyl-2-
pentanone

Target 100 U ug/L 100 U 20.0 No S4VEM

Toluene Target 5.5 J ug/L 5.5 J D 20.0 No S4VEM

trans-1,3-
Dichloropropene

Target 10 U ug/L 10 U 20.0 No S4VEM

1,1,2-
Trichloroethane

Target 10 U ug/L 10 U 20.0 No S4VEM

Tetrachloroethen
e

Target 10 U ug/L 10 U 20.0 No S4VEM

2-Hexanone Target 100 U ug/L 100 U 20.0 No S4VEM

Dibromochlorom
ethane

Target 10 U ug/L 10 U 20.0 No S4VEM

1,2-
Dibromoethane

Target 10 U ug/L 10 U 20.0 No S4VEM

Chlorobenzene Target 10 U ug/L 10 U 20.0 No S4VEM

Ethylbenzene Target 10 U ug/L 10 U 20.0 No S4VEM

o-Xylene Target 10 U ug/L 10 U 20.0 No S4VEM

m,p-Xylene Target 1.5 J ug/L 1.5 J D 20.0 No S4VEM

Styrene Target 10 U ug/L 10 U 20.0 No S4VEM

Bromoform Target 10 U ug/L 10 U 20.0 No S4VEM

Isopropylbenzen
e

Target 10 U ug/L 10 U 20.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 10 U ug/L 10 U 20.0 No S4VEM

1,3-
Dichlorobenzene

Target 10 U ug/L 10 U 20.0 No S4VEM

1,4-
Dichlorobenzene

Target 10 U ug/L 10 U 20.0 No S4VEM

1,2-
Dichlorobenzene

Target 10 U ug/L 10 U 20.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 10 U ug/L 10 U 20.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 10 U ug/L 10 U 20.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 10 U ug/L 10 U 20.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.4 J ug/L 2.4 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.4 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 1.3 ug/L 1.3 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 2.3 J ug/L 2.3 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.58 ug/L 0.58 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.16 J ug/L 0.16 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F24

12-mid 2

C0F13

06/18/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.3 ug/L 2.3 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.078 J ug/L 0.078 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.94 ug/L 0.94 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.46 J ug/L 0.46 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 35 ug/L 35 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F25

18-raw 2

C0F13

06/18/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

 Page 32 18:55 Fri, Jul 25, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloromethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Vinyl chloride Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromomethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichlorofluorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Acetone Target 50 U ug/L 50 U 10.0 No S4VEM

Carbon disulfide Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl acetate Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methylene
chloride

Target 5.0 U ug/L 1.3 J DB 10.0 No S4VEM

trans-1,2-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl tert-
Butyl Ether

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

cis-1,2-
Dichloroethene

Target 1.2 J ug/L 1.2 J D 10.0 No S4VEM

2-Butanone Target 50 U ug/L 50 U 10.0 No S4VEM

Bromochloromet
hane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,1-
Trichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Cyclohexane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Carbon
tetrachloride

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Benzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichloroethene Target 34 ug/L 34 D 10.0 Yes S4VEM

Methylcyclohexa
ne

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromodichlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F25DL

18-raw 2

C0F13

06/18/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

4-Methyl-2-
pentanone

Target 50 U ug/L 50 U 10.0 No S4VEM

Toluene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

trans-1,3-
Dichloropropene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-
Trichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Tetrachloroethen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

2-Hexanone Target 50 U ug/L 50 U 10.0 No S4VEM

Dibromochlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dibromoethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chlorobenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Ethylbenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

o-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

m,p-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Styrene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromoform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Isopropylbenzen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,3-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,4-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Cyclotetrasiloxa
ne, octamethyl-

TIC 5.6 NJ D ug/L 5.6 NJ D 10.0 No NV

1,2,3-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Benzene,
pentafluoro-

TIC 40 NJ D ug/L 40 NJ D 10.0 No NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 8.6 J ug/L 8.6 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.5 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 2.2 J ug/L 2.2 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.19 J ug/L 0.19 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 2.1 ug/L 2.1 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.40 J ug/L 0.40 J 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F26

18-mid 2

C0F13

06/18/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.062 J ug/L 0.062 J 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

 Page 36 18:55 Fri, Jul 25, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 2.3 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.15 J ug/L 0.15 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 5.6 ug/L 5.6 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F27

04-raw 2

C0F13

06/18/2014

44414 SHEALY

10:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F28

04-mid 2

C0F13

06/18/2014

44414 SHEALY

10:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 4.9 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.11 J ug/L 0.11 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 2.6 ug/L 2.6 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F29

24-raw 2

C0F13

06/18/2014

44414 SHEALY

11:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F30

24-mid 2

C0F13

06/18/2014

44414 SHEALY

11:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 5.3 J ug/L 5.3 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.6 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.23 J ug/L 0.23 J 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.15 J ug/L 0.15 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 2.3 J ug/L 2.3 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 1.1 ug/L 1.1 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 77 ug/L 77 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F31

34-raw 2

C0F13

06/18/2014

44414 SHEALY

11:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.075 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloromethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Vinyl chloride Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromomethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichlorofluorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Acetone Target 50 U ug/L 50 U 10.0 No S4VEM

Carbon disulfide Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl acetate Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methylene
chloride

Target 5.0 U ug/L 1.4 J DB 10.0 No S4VEM

trans-1,2-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl tert-
Butyl Ether

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

cis-1,2-
Dichloroethene

Target 2.4 J ug/L 2.4 J D 10.0 No S4VEM

2-Butanone Target 50 U ug/L 50 U 10.0 No S4VEM

Bromochloromet
hane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,1-
Trichloroethane

Target 1.0 J ug/L 1.0 J D 10.0 No S4VEM

Cyclohexane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Carbon
tetrachloride

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Benzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichloroethene Target 71 ug/L 71 D 10.0 Yes S4VEM

Methylcyclohexa
ne

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromodichlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F31DL

34-raw 2

C0F13

06/18/2014

44414 SHEALY

11:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

4-Methyl-2-
pentanone

Target 50 U ug/L 50 U 10.0 No S4VEM

Toluene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

trans-1,3-
Dichloropropene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-
Trichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Tetrachloroethen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

2-Hexanone Target 50 U ug/L 50 U 10.0 No S4VEM

Dibromochlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dibromoethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chlorobenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Ethylbenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

o-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

m,p-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Styrene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromoform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Isopropylbenzen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,3-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,4-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 9.5 J ug/L 9.5 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.6 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.31 J ug/L 0.31 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 4.4 J ug/L 4.4 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.30 J ug/L 0.30 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 1.7 ug/L 1.7 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 14 ug/L 14 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F32

34-mid 2

C0F13

06/18/2014

44414 SHEALY

11:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.082 J ug/L 0.082 J 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 2.4 J ug/L 2.4 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.16 J ug/L 0.16 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 1.8 J ug/L 1.8 J 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKAD

PQ49507-001

C0F13

06/20/2014

44414 SHEALY

15:32:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 2.3 J ug/L 2.3 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.15 J ug/L 0.15 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKAJ

PQ49562-001

C0F13

06/21/2014

44414 SHEALY

11:48:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 2.0 J ug/L 2.0 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.14 J ug/L 0.14 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKAV

PQ49604-001

C0F13

06/23/2014

44414 SHEALY

09:59:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.16 J ug/L 0.16 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKCZ

PQ50160-001

C0F13

06/27/2014

44414 SHEALY

15:32:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.18 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VHBLK01

PF20027-021

C0F13

06/27/2014

44414 SHEALY

16:20:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

 Page 60 18:55 Fri, Jul 25, 2014



 Page 61 18:55 Fri, Jul 25, 2014



ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

DATE: July 7, 2014 

 

TO:   Brandon McDonald 

ESAT Region 3 Project Officer 

 

FROM:   

Data Review Chemist                                    

   

   

Oversight Chemist 

 

SUBJECT: Organic Data Validation (S4VEM)  

Site: Hidden Lane LF  

Case: 44414, SDG: C0ER3 

 

OVERVIEW 

 

Case 44414, Sample Delivery Group (SDG) C0ER3, consisted of twenty (20) aqueous 

samples including one (1) trip blank and two (2) field duplicate pairs analyzed for trace 

volatile compounds.   Samples were analyzed by Shealy Environmental Services, 

Incorporated (SHEALY) according to Contract Laboratory Program (CLP) Statement of 

Work (SOW) SOM01.2 through the Routine Analytical Services (RAS) program. 

  

SUMMARY 

 

Validation of data was performed according to Organic National Functional Guidelines 

utilizing the Environmental Data Exchange and Evaluation System (EXES) and is assigned 

the Superfund Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  

Areas of concern with respect to data usability are listed below.  

 

MINOR PROBLEMS 

 

Recoveries of Deuterated Monitoring Compound (DMC) 1,1-dichloroethene-d2 were 

outside the upper control limit in samples C0ER5, C0ES4 and C0ES5 and recovery of 

DMC toluene-d8 was outside the upper control limit in sample C0ER3.  Positive results for 

compounds associated with these DMCs in these samples were qualified “J”. 

 

Recoveries of DMC trans-1,3-dichloropropene-d4 were outside the lower control limit in 

samples C0ES6 and C0ES9.  No positive results were reported for compounds associated 

with this DMC.  Quantitation limits for compounds associated with this DMC in these 

samples were qualified “UJ”.     
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The sample cooler containing samples for this Case had an interior temperature of 7.8◦C 

when received by the laboratory.   The required cooler temperature of 4◦C ± 2◦C has been 

exceeded by 1.8◦C.  Positive results and quantitation limits in all trace volatile samples in 

this data set were qualified “J” and “UJ”, respectively.    

 

NOTES 

 

Compounds detected below Contract Required Quantitation Limits (CRQLs) are qualified 

“J” unless raised to the CRQL and qualified “U” due to blank contamination. 

 

Detected concentrations of common laboratory contaminants methylene chloride and 

acetone less than two times (<2X) CRQL and concentrations of chloroform and toluene 

<CRQL have been reported at the CRQLs and qualified “U” in samples for which the 

associated method, storage or trip blanks had the same compounds present.  

 

The initial analysis of sample C0ER3 reported recoveries of four (4) DMCs outside the 

upper control limits.  This sample was reanalyzed and reported recoveries of all DMCs 

within control limits.  Results from the reanalysis of this sample are marked reportable by 

the reviewer.    

 

Recoveries of DMCs 1,1-dicholorethene-d2 and/or benzene-d6 were outside the upper 

control limits in several samples.  No positive results were reported for compounds 

associated with these DMCs in these samples.  No data were qualified based on this 

finding. 

 

Trichloroethene exceeded the calibration range in the initial analysis of sample C0ES4.  

This sample was reanalyzed at a ten-fold (10X) dilution to bring the concentration of this 

compound within the calibration range.  The result for this compound in this sample is 

marked reportable from the diluted analysis. 

 

Results for the field duplicate pairs, samples C0ES2/C0ES3 and C0ES8/C0ES9, were 

comparable. 

 

The Chain of Custody (COC) records designated sample C0ES1 for laboratory quality 

control (QC) analysis.   However, the laboratory was not required to analyze a QC sample 

for this sample set.   Per Region 3 direction, laboratory QC analysis was not required.       

 

Tentatively Identified Compounds (TICs) were not validated.  The “NJ” qualifier is applied 

to all non-target compounds listed in the Sample Summary Report (SSR) and Electronic 

Data Deliverable (EDD) in addition to other laboratory qualifiers. This is a regional 

modification to the National Functional Guidelines (NFG) for reporting of Tentatively 

Identified Compounds (TICs).  The SSR may not reflect the complete list of TICs included 

in the EDD.  Additionally, the validation level “NV” (Not Validated) is applied to these 

data. 

 

Manual integrations noted in the laboratory case narrative were evaluated by the reviewer 

to be accurate and consistent.  No action was taken by the reviewer based on manual 

integrations performed by the laboratory. 
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.GLOSSARY OF DATA QUALIFIER CODES (ORGANIC) 
  

U The analyte was analyzed for, but was not detected at a level greater than or equal to the 

level of the adjusted Contract Required Quantitation Limit (CRQL) for sample and method. 

  

J The analyte was positively identified and the associated numerical value is the approximate 

concentration of the analyte in the sample (due either to the quality of the data generated 

because certain quality control criteria were not met, or the concentration of the analyte was 

below the CRQL). 

  

B Analyte is presumed to be a blank contamination artifact. 

  

NJ The analysis indicates the presence of an analyte that has been “tentatively indentified” and 

the associated numerical value represents its approximate concentration. 

  

UJ The analyte was not detected at a level greater than or equal to the adjusted CRQL. 

However, the reported adjusted CRQL is approximate and may be inaccurate or imprecise. 

  

R The sample results are unusable due to the quality of the data generated because certain 

criteria were not met. The analyte may or may not be present in the sample. 

  

C This qualifier applies to pesticide and Aroclor results when the identification has been 

confirmed by Gas Chromatograph/Mass Spectrometer (GC/MS). 

  

X This qualifier applies to pesticide and Aroclor results when GC/MS analysis was attempted 

but was unsuccessful. 

 

DCN: ESATR3-2014-V317   

 







ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

DATE: July 09, 2014 

 

TO:   Brandon McDonald 

ESAT Region 3 Project Officer 

 

FROM:   

Data Review Chemist                                    

   

   

Oversight Chemist 

 

SUBJECT: Organic Data Validation (S4VEM)  

Site: Hidden Lane LF  

Case: 44414, SDG: C0ET0 

 

OVERVIEW 

 

Case 44414, Sample Delivery Group (SDG) C0ET0, consisted of twenty (20) aqueous 

samples including one (1) field duplicate pair analyzed for trace volatile compounds.   

Samples were analyzed by Shealy Environmental Services, Incorporated (SHEALY) 

according to Contract Laboratory Program (CLP) Statement of Work (SOW) SOM01.2 

through the Routine Analytical Services (RAS) program. 

  

SUMMARY 

 

Validation of data was performed according to Organic National Functional Guidelines 

utilizing the Environmental Data Exchange and Evaluation System (EXES) and is assigned 

the Superfund Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  

Areas of concern with respect to data usability are listed below.  

 

MINOR PROBLEMS 

 

Recoveries of Deuterated Monitoring Compound (DMC) 1,1-dichloroethene-d2 were 

outside the upper control limit in samples C0EY2, C0EY3, C0EY4, C0EY5, C0EZ1, 

C0EZ2 and C0EZ6 and recovery of DMC chloroethane-d5 was outside the upper control 

limit in sample C0EY2.  Positive results for compounds associated with these DMCs were 

qualified “J” in the affected samples.  

 

Recoveries of DMC 1,2-dichloropropane-d6 in samples C0EY4, C0EY7 and C0EZ9 and 

recoveries of DMCs trans-1,3-dichloropropene-d4 and 1,1,2,2-tetrachloroethane-d2 in 

sample C0EZ9 were outside the lower control limits.  No positive results were reported for 

compounds associated with these DMCs.  Quantitation limits for compounds associated 

with these DMCs in these samples were qualified “UJ”.     
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The sample coolers containing trace volatile samples in this Case had an interior 

temperature of 7.8◦C and 8.3◦C when received by the laboratory.   The required cooler 

temperature of 4◦C ± 2◦C has been exceeded by 1.8◦C and 2.3◦C.  Positive results and 

quantitation limits in all trace volatile samples in this data set were qualified “J” and “UJ”, 

respectively.    

 

NOTES 

 

Compounds detected below Contract Required Quantitation Limits (CRQLs) are qualified 

“J” unless raised to the CRQL and qualified “U” due to blank contamination. 

 

Detected concentrations of common laboratory contaminants methylene chloride and 

acetone less than two times (<2X) CRQL and concentrations of chloroform <CRQL have 

been reported at the CRQL and qualified “U” in samples for which the associated method 

and/or storage blanks had the same compounds present.  

 

Recoveries of DMCs vinyl chloride-d3 and chloroethane-d5 were outside the upper control 

limit in one (1) or more samples.  No positive results were reported for compounds 

associated with these DMCs in the affected samples.  No data were qualified based on 

these outliers. 

 

Recovery of DMC chloroethane-d5 was outside the lower control limit in sample 

C0EZ5DL.  Compounds associated with this DMC were not reported from this diluted 

analysis.  No data were qualified based on this outlier. 

 

Trichloroethene exceeded the calibration range in the initial analysis of samples listed 

below.  These samples were reanalyzed at dilution factors (DF) listed to bring the 

concentration of this compound within the calibration range.  Result for this compound in 

these samples is marked reportable from the diluted analyses. 

 

Sample DF 

C0EZ1 10X 

C0EZ5, C0EZ6, C0EY3 5X 

 

Results for the field duplicate pair, samples C0EY4/C0EY5, were comparable. 

 

The Chain of Custody (COC) records designated sample C0ET0 for laboratory quality 

control (QC) analysis.   However, the laboratory was not required to analyze a QC sample 

for this sample set.   Per Region 3 direction, laboratory QC analysis was not required.       

 

Tentatively Identified Compounds (TICs) were not validated.  The “NJ” qualifier is applied 

to all non-target compounds listed in the Sample Summary Report (SSR) and Electronic 

Data Deliverable (EDD) in addition to other laboratory qualifiers. This is a regional 

modification to the National Functional Guidelines (NFG) for reporting of Tentatively 

Identified Compounds (TICs).  The SSR may not reflect the complete list of TICs included 

in the EDD.  Additionally, the validation level “NV” (Not Validated) is applied to these 

data. 
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Manual integrations noted in the laboratory case narrative were evaluated by the reviewer 

to be accurate and consistent.  No action was taken by the reviewer based on manual 

integrations performed by the laboratory. 

 

.GLOSSARY OF DATA QUALIFIER CODES (ORGANIC) 
  

U The analyte was analyzed for, but was not detected at a level greater than or equal to the 

level of the adjusted Contract Required Quantitation Limit (CRQL) for sample and method. 

  

J The analyte was positively identified and the associated numerical value is the approximate 

concentration of the analyte in the sample (due either to the quality of the data generated 

because certain quality control criteria were not met, or the concentration of the analyte was 

below the CRQL). 

  

B Analyte is presumed to be a blank contamination artifact. 

  

NJ The analysis indicates the presence of an analyte that has been “tentatively indentified” and 

the associated numerical value represents its approximate concentration. 

  

UJ The analyte was not detected at a level greater than or equal to the adjusted CRQL. 

However, the reported adjusted CRQL is approximate and may be inaccurate or imprecise. 

  

R The sample results are unusable due to the quality of the data generated because certain 

criteria were not met. The analyte may or may not be present in the sample. 

  

C This qualifier applies to pesticide and Aroclor results when the identification has been 

confirmed by Gas Chromatograph/Mass Spectrometer (GC/MS). 

  

X This qualifier applies to pesticide and Aroclor results when GC/MS analysis was attempted 

but was unsuccessful. 

 

DCN: ESATR3-2014-V318   

 



Sample Summary Report

Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0ET0

19-mid 2

C0ET0

06/09/2014

44414 SHEALY

10:00:00

 Page 1 15:14 Wed, Jul 2, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
1,2-

Dichloropropane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.73 J ug/L 0.73 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.34 J ug/L 0.34 J 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.31 J ug/L 0.31 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.18 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 12 J ug/L 12 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY1

01-raw 2

C0ET0

06/11/2014

44414 SHEALY

11:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.081 J ug/L 0.081 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 1.1 J ug/L 1.1 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.091 J ug/L 0.091 J 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.38 J ug/L 0.38 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.21 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.12 J ug/L 0.12 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 8.6 J ug/L 8.6 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY2

01-mid 2

C0ET0

06/11/2014

44414 SHEALY

11:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.057 J ug/L 0.057 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.2 J ug/L 2.2 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.26 J ug/L 0.26 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.28 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.20 UJ ug/L 0.20 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 29 J ug/L 29 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY3

31-raw 2

C0ET0

06/11/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloromethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Vinyl chloride Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromomethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloroethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Trichlorofluorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethene

Target 2.2 J ug/L 2.2 J D 5.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Acetone Target 25 U ug/L 25 U 5.0 No S4VEM

Carbon disulfide Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methyl acetate Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methylene
chloride

Target 2.5 U ug/L 0.60 J DB 5.0 No S4VEM

trans-1,2-
Dichloroethene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methyl tert-
Butyl Ether

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

cis-1,2-
Dichloroethene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

2-Butanone Target 25 U ug/L 25 U 5.0 No S4VEM

Bromochloromet
hane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloroform Target 0.37 J ug/L 0.37 J D 5.0 No S4VEM

1,1,1-
Trichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Cyclohexane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Carbon
tetrachloride

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Benzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Trichloroethene Target 25 J ug/L 25 D 5.0 Yes S4VEM

Methylcyclohexa
ne

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromodichlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY3DL

31-raw 2

C0ET0

06/11/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

4-Methyl-2-
pentanone

Target 25 U ug/L 25 U 5.0 No S4VEM

Toluene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

trans-1,3-
Dichloropropene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2-
Trichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Tetrachloroethen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

2-Hexanone Target 25 U ug/L 25 U 5.0 No S4VEM

Dibromochlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dibromoethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chlorobenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Ethylbenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

o-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

m,p-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Styrene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromoform Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Isopropylbenzen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,3-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,4-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.8 J ug/L 2.8 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.24 J ug/L 0.24 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.45 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.25 J ug/L 0.25 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.14 J ug/L 0.14 J 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY4

31-mid 2

C0ET0

06/11/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.6 J ug/L 2.6 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.21 J ug/L 0.21 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.39 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.25 J ug/L 0.25 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY5

Dup7 2

C0ET0

06/11/2014

44414 SHEALY

08:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.42 J ug/L 0.42 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.052 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.050 J ug/L 0.050 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.078 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 8.7 J ug/L 8.7 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY6

35-raw 2

C0ET0

06/11/2014

44414 SHEALY

08:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.053 J ug/L 0.053 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.065 J ug/L 0.065 J 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.052 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.12 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.074 J ug/L 0.074 J 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY7

35-mid 2

C0ET0

06/11/2014

44414 SHEALY

08:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.074 J ug/L 0.074 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.11 J ug/L 0.11 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 1.5 J ug/L 1.5 B 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.95 J ug/L 0.95 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EY8

16-raw 2

C0ET0
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene, 1,2-
difluoro-

TIC 0.50 NJ ug/L 0.50 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 2.0 J ug/L 2.0 B 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene, 1,3-
difluoro-

TIC 0.51 NJ ug/L 0.51 NJ 1.0 Yes NV
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 6.8 J ug/L 6.8 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.14 J ug/L 0.14 J 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.27 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.14 J ug/L 0.14 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 1.9 J ug/L 1.9 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.26 J ug/L 0.26 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 1.3 J ug/L 1.3 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 97 J ug/L 97 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloromethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Vinyl chloride Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromomethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroethane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichlorofluorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Acetone Target 50 U ug/L 13 J D 10.0 No S4VEM

Carbon disulfide Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl acetate Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methylene
chloride

Target 5.0 U ug/L 1.9 J DB 10.0 No S4VEM

trans-1,2-
Dichloroethene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Methyl tert-
Butyl Ether

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

cis-1,2-
Dichloroethene

Target 1.7 J ug/L 1.7 J D 10.0 No S4VEM

2-Butanone Target 50 U ug/L 50 U 10.0 No S4VEM

Bromochloromet
hane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chloroform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,1-
Trichloroethane

Target 1.1 J ug/L 1.1 J D 10.0 No S4VEM

Cyclohexane Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Carbon
tetrachloride

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Benzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Trichloroethene Target 69 ug/L 69 D 10.0 Yes S4VEM

Methylcyclohexa
ne

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromodichlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ1DL

28-raw 2

C0ET0

06/11/2014

44414 SHEALY

09:00:00

 Page 25 15:14 Wed, Jul 2, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

4-Methyl-2-
pentanone

Target 50 U ug/L 50 U 10.0 No S4VEM

Toluene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

trans-1,3-
Dichloropropene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2-
Trichloroethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Tetrachloroethen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

2-Hexanone Target 50 U ug/L 50 U 10.0 No S4VEM

Dibromochlorom
ethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dibromoethane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Chlorobenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Ethylbenzene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

o-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

m,p-Xylene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Styrene Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Bromoform Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

Isopropylbenzen
e

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,3-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,4-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-
Dichlorobenzene

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 5.0 U ug/L 5.0 U 10.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 8.6 J ug/L 8.6 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.28 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.23 J ug/L 0.23 J 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 1.6 J ug/L 1.6 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.35 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 1.3 J ug/L 1.3 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 9.9 J ug/L 9.9 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.23 J ug/L 0.23 J 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.087 J ug/L 0.087 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 2.5 J 1.0 Yes S4VEM

Carbon disulfide Target 0.091 J ug/L 0.091 J 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.12 J ug/L 0.12 J 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 2.1 J ug/L 2.1 B 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.12 J ug/L 0.12 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ3

17-raw 2

C0ET0

06/11/2014

44414 SHEALY

11:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.15 J ug/L 0.15 J 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.067 J ug/L 0.067 J 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.11 J ug/L 0.11 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.5 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.11 J ug/L 0.11 J 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 20 J ug/L 20 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 1.9 J ug/L 1.9 B 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ4

17-mid 2

C0ET0

06/11/2014

44414 SHEALY

11:00:00

 Page 31 15:14 Wed, Jul 2, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.15 J ug/L 0.15 J 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 1.4 J ug/L 1.4 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.27 J ug/L 0.27 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.064 J ug/L 0.064 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.20 J ug/L 0.20 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 22 J ug/L 22 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ5

30-raw 2

C0ET0

06/11/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Chloromethane Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Vinyl chloride Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Bromomethane Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Chloroethane Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Trichlorofluorom
ethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethene

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Acetone Target 25 UJ ug/L 6.8 J D 5.0 No S4VEM

Carbon disulfide Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Methyl acetate Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Methylene
chloride

Target 2.5 UJ ug/L 0.74 J DB 5.0 No S4VEM

trans-1,2-
Dichloroethene

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Methyl tert-
Butyl Ether

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

cis-1,2-
Dichloroethene

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

2-Butanone Target 25 UJ ug/L 25 U 5.0 No S4VEM

Bromochloromet
hane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Chloroform Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,1,1-
Trichloroethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Cyclohexane Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Carbon
tetrachloride

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Benzene Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloroethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Trichloroethene Target 17 J ug/L 17 D 5.0 Yes S4VEM

Methylcyclohexa
ne

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloropropane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Bromodichlorom
ethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ5DL

30-raw 2

C0ET0

06/11/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

4-Methyl-2-
pentanone

Target 25 UJ ug/L 25 U 5.0 No S4VEM

Toluene Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

trans-1,3-
Dichloropropene

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,1,2-
Trichloroethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Tetrachloroethen
e

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

2-Hexanone Target 25 UJ ug/L 25 U 5.0 No S4VEM

Dibromochlorom
ethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,2-
Dibromoethane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Chlorobenzene Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Ethylbenzene Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

o-Xylene Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

m,p-Xylene Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Styrene Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Bromoform Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Isopropylbenzen
e

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,3-
Dichlorobenzene

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,4-
Dichlorobenzene

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichlorobenzene

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.4 J ug/L 2.4 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.089 J ug/L 0.089 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.48 J ug/L 0.48 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 29 J ug/L 29 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ6

30-mid 2

C0ET0

06/11/2014

44414 SHEALY

09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloromethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Vinyl chloride Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromomethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloroethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Trichlorofluorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Acetone Target 25 U ug/L 6.6 J D 5.0 No S4VEM

Carbon disulfide Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methyl acetate Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methylene
chloride

Target 2.5 U ug/L 0.74 J DB 5.0 No S4VEM

trans-1,2-
Dichloroethene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methyl tert-
Butyl Ether

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

cis-1,2-
Dichloroethene

Target 0.39 J ug/L 0.39 J D 5.0 No S4VEM

2-Butanone Target 25 U ug/L 25 U 5.0 No S4VEM

Bromochloromet
hane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloroform Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,1-
Trichloroethane

Target 0.40 J ug/L 0.40 J D 5.0 No S4VEM

Cyclohexane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Carbon
tetrachloride

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Benzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Trichloroethene Target 22 J ug/L 22 D 5.0 Yes S4VEM

Methylcyclohexa
ne

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromodichlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ6DL

30-mid 2

C0ET0

06/11/2014
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09:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

4-Methyl-2-
pentanone

Target 25 U ug/L 25 U 5.0 No S4VEM

Toluene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

trans-1,3-
Dichloropropene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2-
Trichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Tetrachloroethen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

2-Hexanone Target 25 U ug/L 25 U 5.0 No S4VEM

Dibromochlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dibromoethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chlorobenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Ethylbenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

o-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

m,p-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Styrene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromoform Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Isopropylbenzen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,3-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,4-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.88 J ug/L 0.88 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.13 J ug/L 0.13 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 13 J ug/L 13 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ7

29-raw 2

C0ET0

06/11/2014

44414 SHEALY

09:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 1.5 J ug/L 1.5 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.20 J ug/L 0.20 J 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.26 J ug/L 0.26 J 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 UJ ug/L 0.20 JB 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.26 J ug/L 0.26 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 2.6 J ug/L 2.6 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ8

29-mid 2

C0ET0

06/11/2014
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09:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.19 J ug/L 0.19 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.098 J ug/L 0.098 J 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.053 J ug/L 0.053 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 1.9 J ug/L 1.9 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0EZ9

27-raw 2

C0ET0

06/11/2014

44414 SHEALY

10:45:00

 Page 45 15:14 Wed, Jul 2, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.22 J ug/L 0.22 J 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.065 J ug/L 0.065 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F00

27-mid 2

C0ET0

06/11/2014

44414 SHEALY

10:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 UJ ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.17 J ug/L 0.17 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKXS

PQ48860-001

C0ET0

06/12/2014

44414 SHEALY

14:04:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.16 J ug/L 0.16 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.058 J ug/L 0.058 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKYD

PQ49112-001

C0ET0

06/16/2014

44414 SHEALY

12:33:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 2.7 J ug/L 2.7 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKYJ

PQ49208-001

C0ET0

06/17/2014

44414 SHEALY

08:37:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKZD

PQ49361-001

C0ET0

06/18/2014

44414 SHEALY

17:19:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 1.9 J ug/L 1.9 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 5.0 U ug/L 0.17 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VHBLK01

PF11008-002

C0ET0

06/18/2014

44414 SHEALY

22:29:00

 Page 57 15:14 Wed, Jul 2, 2014



Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

 Page 58 15:14 Wed, Jul 2, 2014



 Page 59 15:14 Wed, Jul 2, 2014







 

ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

Date:  July 17, 2014 

 

To:  Brandon McDonald 

  ESAT Region 3 Project Officer 

 

From: 

  Data Reviewer 

 

  

  Oversight Chemist 

 

Subject: Organic Data Validation (S4VEM) 

  Site:  Hidden Lane Landfill 

  Case:  44414  SDG: C0F01 

   

Overview 

 

Case 44414, Sample Delivery Group (SDG) C0F01, consisted of eight (8) aqueous samples 

including one (1) field duplicate pair and one (1) trip blank analyzed for trace volatile 

compounds.  All analyses were performed by Shealy Environmental Services, Inc. (SHEALY) in 

accordance with Contract Laboratory Program (CLP) Statement of Work (SOW) SOM01.2 

through the Routine Analytical Services (RAS) program. 

 

Summary 

 

Data were validated according to organic National Functional Guidelines, utilizing 

Environmental Data Exchange and Evaluation System (EXES) and is assigned the Superfund 

Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  The following 

validation narrative is an evaluation of laboratory reported data for the purpose of usability. 

 

Minor Problems 

 

Recoveries for Deuterated Monitoring Compound (DMC) 1,1-dichloroethene-d2 were outside the 

upper control limit for samples C0F05 and C0F06.  Positive results for associated compounds 

1,1-dichloroethene and cis-1,2-dichloroethene are estimated and have been qualified “J” in these 

samples. 

 

Recovery for DMC chloroethane-d5 was outside the lower control limit for sample C0F07.  No 

positive results were reported for compounds associated with this DMC in this sample; 

quantitation limits are estimated and have been qualified “UJ”. 
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Notes 

 

Compounds not considered blank contaminants which were detected below Contract Required 

Quantitation Limits (CRQLs) are qualified “J”. 

 

Common laboratory contaminant acetone as well as contaminants chloroform and toluene and 

have been positively identified in the storage and trip blanks associated with the samples in this 

SDG.  Samples which reported positive results for this common laboratory contaminant less than 

two times (<2X) CRQL or other contaminants less than CRQL have been reported at CRQLs and 

qualified “U”. 

 

The sample cooler containing all samples had an interior temperature of 8.3oC when received by 

the laboratory, which exceeded the criteria of 4.0oC+2.0oC.  No data were qualified based on this 

finding. 

 

Recovery for DMC chloroethane-d5 was outside the lower control limit for sample C0F06DL.  

Quantitation limits for compounds associated with this DMC were qualified “UJ”; however, 

these compounds were not reported from this analysis.  No further action was taken by the 

reviewer. 

 

Manual integrations, which were performed and identified by the laboratory, were evaluated by 

the reviewer to be accurate and consistent.  No action was taken by the reviewer based on manual 

integrations. 

 

Positive results reported in field duplicate pair C0F01 and C0F02 were comparable.  No data 

were qualified based on this finding. 

 

The concentration for trichloroethene exceeded the calibration range in the initial analysis for 

samples C0F04 and C0F06.  These samples were re-analyzed at five-fold (5X) dilutions to bring 

the concentration of the compound within the calibration range.  All analyses are available for 

review.  Results for trichloroethene are reported from the diluted analyses of these samples. 

 

Sample C0F05 was re-analyzed by the laboratory; however, reason(s) for this re-analysis were 

not specified by the laboratory.  Furthermore, review of raw data did not identify purpose for this 

re-analysis.  The re-analysis of this sample was not reported by the reviewer.  No further action 

was taken by the reviewer based on these findings. 

 

No Tentatively Identified Compounds (TICs) were reported by the laboratory for the samples in 

this sample set.  No action was taken by the reviewer based on this finding. 
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Glossary of Data Qualifier Codes (ORGANIC) 

  
U The analyte was analyzed for, but was not detected at a level greater than or equal to the level of the adjusted 

Contract Required Quantitation Limit (CRQL) for sample and method. 

 

J The analyte was positively identified and the associated numerical value is the approximate concentration of the 

analyte in the sample (due either to the quality of the data generated because certain quality control criteria were not 

met, or the concentration of the analyte was below the CRQL). 

 

B The result is presumed a blank contaminant. This qualifier is used only for drinking water samples. 

 

NJ The analysis indicates the presence of an analyte that has been “tentatively indentified” and the associated numerical 

value represents its approximate concentration. 

 

UJ The analyte was not detected at a level greater than or equal to the adjusted CRQL. However, the reported adjusted 

CRQL is approximate and may be inaccurate or imprecise. 

 

R The sample results are unusable due to the quality of the data generated because certain criteria were not met. The 

analyte may or may not be present in the sample. 

 

C This qualifier applies to pesticide and Aroclor results when the identification has been confirmed by Gas 

Chromatograph/Mass Spectrometer (GC/MS). 

 

X This qualifier applies to pesticide and Aroclor results when GC/MS analysis was attempted but was unsuccessful. 

 

DCN:   R3ESAT-2014-V335 



Sample Summary Report

Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.34 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.81 ug/L 0.81 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F01

21-raw 2

C0F01

06/11/2014

44414 SHEALY

09:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
1,2-

Dichloropropane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.62 ug/L 0.62 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.35 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.89 ug/L 0.89 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F02

Dup8 2

C0F01

06/11/2014

44414 SHEALY

09:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.39 J ug/L 0.39 J 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 1.6 ug/L 1.6 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.26 J ug/L 0.26 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.25 J ug/L 0.25 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 1.7 ug/L 1.7 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F03

21-mid 2

C0F01

06/11/2014

44414 SHEALY

09:45:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.65 ug/L 0.65 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.5 ug/L 2.5 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.42 J ug/L 0.42 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.43 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.29 J ug/L 0.29 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 34 ug/L 34 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F04

26-raw 2

C0F01

06/11/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloromethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Vinyl chloride Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromomethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloroethane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Trichlorofluorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Acetone Target 25 U ug/L 7.2 J D 5.0 No S4VEM

Carbon disulfide Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methyl acetate Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methylene
chloride

Target 2.5 U ug/L 0.77 J DB 5.0 No S4VEM

trans-1,2-
Dichloroethene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methyl tert-
Butyl Ether

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

cis-1,2-
Dichloroethene

Target 0.46 J ug/L 0.46 J D 5.0 No S4VEM

2-Butanone Target 25 U ug/L 25 U 5.0 No S4VEM

Bromochloromet
hane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloroform Target 0.45 J ug/L 0.45 J D 5.0 No S4VEM

1,1,1-
Trichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Cyclohexane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Carbon
tetrachloride

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Benzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Trichloroethene Target 26 ug/L 26 D 5.0 Yes S4VEM

Methylcyclohexa
ne

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromodichlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F04DL

26-raw 2

C0F01

06/11/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

4-Methyl-2-
pentanone

Target 25 U ug/L 25 U 5.0 No S4VEM

Toluene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

trans-1,3-
Dichloropropene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2-
Trichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Tetrachloroethen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

2-Hexanone Target 25 U ug/L 25 U 5.0 No S4VEM

Dibromochlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dibromoethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chlorobenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Ethylbenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

o-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

m,p-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Styrene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromoform Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Isopropylbenzen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,3-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,4-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 6.3 J ug/L 6.3 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.78 J ug/L 0.78 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.40 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.99 ug/L 0.99 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 11 ug/L 11 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F05

26-mid 2

C0F01

06/11/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1-
Dichloroethene

Target 5.2 J ug/L 5.2 1.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.16 J ug/L 0.16 J 1.0 No S4VEM

Acetone Target 5.0 U ug/L 1.5 J 1.0 No S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 No S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1-
Dichloroethane

Target 0.077 J ug/L 0.077 J 1.0 No S4VEM

cis-1,2-
Dichloroethene

Target 0.72 J ug/L 0.72 1.0 No S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 No S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Chloroform Target 0.34 J ug/L 0.34 J 1.0 No S4VEM

1,1,1-
Trichloroethane

Target 0.88 ug/L 0.88 1.0 No S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Trichloroethene Target 9.8 ug/L 9.8 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F05RE

26-mid 2

C0F01

06/11/2014

44414 SHEALY

10:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 No S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 No S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 2.1 J ug/L 2.1 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.49 J ug/L 0.49 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.11 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.40 J ug/L 0.40 J 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 31 ug/L 31 E 1.0 No S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F06

22-raw 2

C0F01

06/11/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.058 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Chloromethane Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Vinyl chloride Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromomethane Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Chloroethane Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Trichlorofluorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethene

Target 1.7 J ug/L 1.7 J D 5.0 No S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Acetone Target 25 U ug/L 6.6 J D 5.0 No S4VEM

Carbon disulfide Target 2.5 UJ ug/L 2.5 U 5.0 No S4VEM

Methyl acetate Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methylene
chloride

Target 2.5 U ug/L 0.74 J DB 5.0 No S4VEM

trans-1,2-
Dichloroethene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Methyl tert-
Butyl Ether

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

cis-1,2-
Dichloroethene

Target 0.49 J ug/L 0.49 J D 5.0 No S4VEM

2-Butanone Target 25 U ug/L 25 U 5.0 No S4VEM

Bromochloromet
hane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chloroform Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,1-
Trichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Cyclohexane Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Carbon
tetrachloride

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Benzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Trichloroethene Target 23 ug/L 23 D 5.0 Yes S4VEM

Methylcyclohexa
ne

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromodichlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F06DL

22-raw 2

C0F01

06/11/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

4-Methyl-2-
pentanone

Target 25 U ug/L 25 U 5.0 No S4VEM

Toluene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

trans-1,3-
Dichloropropene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2-
Trichloroethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Tetrachloroethen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

2-Hexanone Target 25 U ug/L 25 U 5.0 No S4VEM

Dibromochlorom
ethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dibromoethane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Chlorobenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Ethylbenzene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

o-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

m,p-Xylene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Styrene Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Bromoform Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

Isopropylbenzen
e

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,3-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,4-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-
Dichlorobenzene

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2-Dibromo-3-
chloropropane

Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,4-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM

1,2,3-
Trichlorobenzen

e
Target 2.5 U ug/L 2.5 U 5.0 No S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 1.5 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F07

22-mid 2

C0F01

06/11/2014

44414 SHEALY

10:15:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.10 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.2 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 1.5 J ug/L 1.5 J 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.082 J ug/L 0.082 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F08

TripBlank4 2

C0F01

06/11/2014

44414 SHEALY

07:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.14 J ug/L 0.14 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 2.7 J ug/L 2.7 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKYJ

PQ49208-001

C0F01

06/17/2014

44414 SHEALY

08:37:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.18 J ug/L 0.18 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKZD

PQ49361-001

C0F01

06/18/2014

44414 SHEALY

17:19:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 1.9 J ug/L 1.9 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.17 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VHBLK01

PF13010-009

C0F01

06/18/2014

44414 SHEALY

22:29:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

DATE: July 30, 2014 

 

TO:   Brandon McDonald 

ESAT Region 3 Project Officer 

 

FROM:   

Data Review Chemist                                    

    

   

Oversight Chemist 

 

SUBJECT: Organic Data Validation (S4VEM)  

Site: Hidden Lane LF  

Case: 44414, SDG: C0F13 

 

OVERVIEW 

 

Case 44414, Sample Delivery Group (SDG) C0F13, consisted of twenty (20) aqueous 

samples including one (1) field duplicate pair analyzed for trace volatile compounds.   

Samples were analyzed by Shealy Environmental Services, Incorporated (SHEALY) 

according to Contract Laboratory Program (CLP) Statement of Work (SOW) SOM01.2 

through the Routine Analytical Services (RAS) program. 

  

SUMMARY 

 

Validation of data was performed according to Organic National Functional Guidelines 

utilizing the Environmental Data Exchange and Evaluation System (EXES) and is assigned 

the Superfund Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  

Areas of concern with respect to data usability are listed below.  

 

Sample C0F33 is the trip blank associated with samples in this data set.  Sample C0F33 

was analyzed in SDG C0F33.  Results for this trip blank were used by the reviewer to 

assess cross contamination in this sample set. 

 

MINOR PROBLEMS 

 

Recoveries of Deuterated Monitoring Compound (DMC) 1,1-dichloroethene-d2 were 

outside the upper control limit in samples C0F19, C0F20, C0F23, C0F24, C0F26, C0F31 

and C0F32.  Positive results for compounds associated with this DMC (1,1-dichloroethene, 

trans-1,2-dichloroethene and cis-1,2-dichloroethene) in these samples were qualified “J”. 

 

 

 

 

 



 

Page 2 of 3 

 

Recoveries of DMC chloroethane-d5 were outside the lower control limit in samples 

C0F13RE, C0F17, C0F20, C0F21, C0F25, C0F27 and C0F31.  No positive results were 

reported for compounds associated with this DMC.  Quantitation limits for compounds 

associated with this DMC in these samples were qualified “UJ”.     

 

Bromoform failed precision criteria ([Percent Difference (%D)] in continuing 

calibrationVSTD005AD.  No positive results were reported for this compound.  

Quantitation limits for this compound in the affected samples were qualified “UJ”.  

 

NOTES 

 

Compounds detected below Contract Required Quantitation Limits (CRQLs) are qualified 

“J” unless raised to the CRQL and qualified “U” due to blank contamination. 

 

Detected concentrations of common laboratory contaminants acetone, methylene chloride 

and 2-butanone less than two times (<2X) CRQL and concentrations of toluene <CRQL 

have been reported at the CRQLs and qualified “U” in samples for which the associated 

method or trip blanks had the same compounds present.  

 

The initial analysis of sample C0F13 reported recoveries of three (3) DMCs outside the 

upper control limits.  This sample was reanalyzed and reported recovery of one (1) DMC 

outside the lower control limit.  Results from the reanalysis of this sample are marked 

reportable by the reviewer and data qualified accordingly.    

 

Recoveries of chloroethane-d5, benzene-d6 and/or toluene-d8 were outside the upper control 

limits in several samples.  No positive results were reported for compounds associated with 

these DMCs in the associated samples.  No data were qualified based on this finding. 

 

Trichloroethene exceeded the calibration range in the initial analysis of samples listed.  

These samples were reanalyzed at dilution factors (DF) listed to bring the concentration of 

this compound within the calibration range.  Results for this compound in these samples 

are marked reportable from the diluted analysis. 

 

Sample DF 

C0F19, C0F25, C0F31 10X 

C0F23 20X 

 

1,1-dichloroethene was reported at a concentration of 1.2 ug/L in sample C0F16.  The 

spectrum provided for this compound failed the ion ratio criteria.  This compound was 

reported as a non-detect (0.50 U) by the reviewer. 

 

Results for the field duplicate pair, samples C0F16/ C0F17, were comparable for all 

compounds except trichloroethene. 

 

The Chain of Custody (COC) records designated sample C0F15 for laboratory quality 

control (QC) analysis.   No laboratory QC on a field sample was performed by the 

laboratory.       
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Trans-1,3-dichloropropene failed precision criteria in trace volatile initial calibration.  This 

calibration was associated with laboratory method blanks only.  No positive results were 

reported for this compound and no data were qualified based on this outlier. 

 

Tentatively Identified Compounds (TICs) were not validated.  The “NJ” qualifier is applied 

to all non-target compounds listed in the Sample Summary Report (SSR) and Electronic 

Data Deliverable (EDD) in addition to other laboratory qualifiers. This is a regional 

modification to the National Functional Guidelines (NFG) for reporting of Tentatively 

Identified Compounds (TICs).  The SSR may not reflect the complete list of TICs included 

in the EDD.  Additionally, the validation level “NV” (Not Validated) is applied to these 

data. 

 

Manual integrations noted in the laboratory case narrative were evaluated by the reviewer 

to be accurate and consistent.  No action was taken by the reviewer based on manual 

integrations performed by the laboratory. 

 

 

.GLOSSARY OF DATA QUALIFIER CODES (ORGANIC) 
  

U The analyte was analyzed for, but was not detected at a level greater than or equal to the 

level of the adjusted Contract Required Quantitation Limit (CRQL) for sample and method. 

  

J The analyte was positively identified and the associated numerical value is the approximate 

concentration of the analyte in the sample (due either to the quality of the data generated 

because certain quality control criteria were not met, or the concentration of the analyte was 

below the CRQL). 

  

B Analyte is presumed to be a blank contamination artifact. 

  

NJ The analysis indicates the presence of an analyte that has been “tentatively indentified” and 

the associated numerical value represents its approximate concentration. 

  

UJ The analyte was not detected at a level greater than or equal to the adjusted CRQL. 

However, the reported adjusted CRQL is approximate and may be inaccurate or imprecise. 

  

R The sample results are unusable due to the quality of the data generated because certain 

criteria were not met. The analyte may or may not be present in the sample. 

  

C This qualifier applies to pesticide and Aroclor results when the identification has been 

confirmed by Gas Chromatograph/Mass Spectrometer (GC/MS). 

  

X This qualifier applies to pesticide and Aroclor results when GC/MS analysis was attempted 

but was unsuccessful. 

 

DCN: ESATR3-2014-V368   

 





 

ICF International 

ESAT Region 3 

US Environmental Protection Agency Environmental Science Center 

701 Mapes Road    Ft. Meade, MD  20755-5350 

Phone 410-305-3011 

 

Date:  August 06, 2014 

 

To:  Brandon McDonald 

  ESAT Region 3 Project Officer 

 

From:  

  Data Reviewer 

 

  

  Oversight Chemist 

 

Subject: Organic Data Validation (S4VEM) 

  Site:  Hidden Lane Landfill 

  Case:  44414  SDG: C0F33 

   

Overview 

 

Case 44414, Sample Delivery Group (SDG) C0F33, consisted of three (3) aqueous samples 

including one (1) trip blank analyzed for trace volatile compounds.  All analyses were performed 

by Shealy Environmental Services, Inc. (SHEALY) in accordance with Contract Laboratory 

Program (CLP) Statement of Work (SOW) SOM01.2 through the Routine Analytical Services 

(RAS) program. 

 

Summary 

 

Data were validated according to organic National Functional Guidelines, utilizing 

Environmental Data Exchange and Evaluation System (EXES) and is assigned the Superfund 

Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).  The following 

validation narrative is an evaluation of laboratory reported data for the purpose of usability. 

 

Minor Problem 

 

Recovery for Deuterated Monitoring Compound (DMC) chloroethane-d5 was outside the lower 

control limit for sample C0F33.  No positive results were reported for compounds associated 

with this DMC in this sample; quantitation limits are estimated and have been qualified “UJ”. 

 

Notes 

 

Compounds not considered blank contaminants which were detected below Contract Required 

Quantitation Limits (CRQLs) are qualified “J”. 
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Target compound acetone has been positively identified in the method blank associated with the 

samples in this SDG.  Samples which reported positive results for this common laboratory 

contaminant less than two times (<2X) CRQL have been reported at the CRQL and qualified 

“U”. 

 

Target compound trans-1,3-dichloropropene failed precision criteria [percent Relative Standard 

Deviation (%RSD)] in the initial calibration.  No positive results were reported for this 

compound; quantitation limits were not qualified based on this outlier. 

 

Manual integrations, which were performed and identified by the laboratory, were evaluated by 

the reviewer to be accurate and consistent.  No action was taken by the reviewer based on manual 

integrations. 

 

No Tentatively Identified Compounds (TICs) were reported by the laboratory for the samples in 

this sample set.  No action was taken by the reviewer based on this finding. 
 

Glossary of Data Qualifier Codes (ORGANIC) 

  
U The analyte was analyzed for, but was not detected at a level greater than or equal to the level of the adjusted 

Contract Required Quantitation Limit (CRQL) for sample and method. 

 

J The analyte was positively identified and the associated numerical value is the approximate concentration of the 

analyte in the sample (due either to the quality of the data generated because certain quality control criteria were not 

met, or the concentration of the analyte was below the CRQL). 

 

B The result is presumed a blank contaminant. This qualifier is used only for drinking water samples. 

 

NJ The analysis indicates the presence of an analyte that has been “tentatively indentified” and the associated numerical 

value represents its approximate concentration. 

 

UJ The analyte was not detected at a level greater than or equal to the adjusted CRQL. However, the reported adjusted 

CRQL is approximate and may be inaccurate or imprecise. 

 

R The sample results are unusable due to the quality of the data generated because certain criteria were not met. The 

analyte may or may not be present in the sample. 

 

C This qualifier applies to pesticide and Aroclor results when the identification has been confirmed by Gas 

Chromatograph/Mass Spectrometer (GC/MS). 

 

X This qualifier applies to pesticide and Aroclor results when GC/MS analysis was attempted but was unsuccessful. 

 

DCN:   R3ESAT-2014-V374 



Sample Summary Report

Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 10 B 1.0 Yes S4VEM

Carbon disulfide Target 0.50 UJ ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 2.8 J ug/L 2.8 J 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F33

TripBlank2 2

C0F33

06/18/2014

44414 SHEALY

07:00:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
1,2-

Dichloropropane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 3.0 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.12 J ug/L 0.12 J 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.084 J ug/L 0.084 J 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 5.0 ug/L 5.0 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F34

10-raw 2

C0F33

06/18/2014

44414 SHEALY

11:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 2.0 JB 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.10 J ug/L 0.10 J 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

C0F35

10-mid 2

C0F33

06/18/2014

44414 SHEALY

11:30:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 2.3 J ug/L 2.3 J 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.15 J ug/L 0.15 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKAJ

PQ49562-001

C0F33

06/21/2014

44414 SHEALY

11:48:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.16 J ug/L 0.16 J 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VBLKCZ

PQ50160-001

C0F33

06/27/2014

44414 SHEALY

15:32:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
Dichlorodifluoro

methane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloromethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromomethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroethane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichlorofluorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-Trichloro-
1,2,2-

trifluoroethane
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl acetate Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylene
chloride

Target 0.50 U ug/L 0.18 JB 1.0 Yes S4VEM

trans-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methyl tert-
Butyl Ether

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

cis-1,2-
Dichloroethene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Bromochloromet
hane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,1-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Carbon
tetrachloride

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Methylcyclohexa
ne

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromodichlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Trace

EPW11035

VHBLK01

PF20031-004

C0F33

06/27/2014

44414 SHEALY

16:20:00
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Analyte Name
Analyte

Type
Validation

Result
Validation

Flag Units Lab
Result

Lab
Flag

Dilution
Factor Reportable Validation

Level
cis-1,3-

Dichloropropene
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

4-Methyl-2-
pentanone

Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Toluene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

trans-1,3-
Dichloropropene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2-
Trichloroethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Tetrachloroethen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 Yes S4VEM

Dibromochlorom
ethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dibromoethane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

o-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

m,p-Xylene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Bromoform Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

Isopropylbenzen
e

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,1,2,2-
Tetrachloroethan

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,3-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,4-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-
Dichlorobenzene

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2-Dibromo-3-
chloropropane

Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,4-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM

1,2,3-
Trichlorobenzen

e
Target 0.50 U ug/L 0.50 U 1.0 Yes S4VEM
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